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1.2, 7IUTr—3a it

ViewR-DG (&. BE—® Application Entity ZfEAL. EHROIEN. &3, BUS. BLUEIRIEZERZIZMUE
g-o

1.2.1. AE {18

R®D SOP J5AM SCP £LT DICOM (CEERHLLTWE T

& 1.2-1 SCP EUTRMHI S SOP J5R

SOP Class Name

SOP Class UID

Computed Radiography Image Storage

1.2.840.10008.5.1.4.1.1.1

Digital X-Ray Image Storage- For Presentation

1.2.840.10008.5.1.4.1.1.1.1

Digital X-Ray Image Storage- For Processing

1.2.840.10008.5.1.4.1.1.1.1.1

Digital Mammography X-Ray Image Storage
- For Presentation

1.2.840.10008.5.1.4.1.1.1.2

Digital Mammography X-Ray Image Storage
- For Processing

1.2.840.10008.5.1.4.1.1. 1.2.1

CT Image Storage

1.2.840.10008.5.1.4.1.1.2

Ultrasound Multi-frame Image Storage

1.2.840.10008.5.1.4.1.1.3.1

MR Image Storage

1.2.840.10008.5.1.4.1.1.4

Ultrasound Image Storage

1.2.840.10008.5.1.4.1.1.6.1

Secondary Capture Image Storage

1.2.840.10008.5.1.4.1.1.7

X-ray Angiographic Image Storage

1.2.840.10008.5.1.4.1.1.12.1

X-ray Radio Fluoroscopic Image Storage

1.2.840.10008.5.1.4.1.1.12.2

Breast Tomosynthesis Image Storage

1.2.840.10008.5.1.4.1.1.13.1.3

Nuclear Medicine Image Storage

1.2.840.10008.5.1.4.1.1.20

Positron Emission Tomography Image Storage

1.2.840.10008.5.1.4.1.1.128

RT Image Storage

1.2.840.10008.5.1.4.1.1.481.1

Grayscale Softcopy Presentation State Storage

1.2.840.10008.5.1.4.1.1.11.1

VL Endoscopic Image Storage

1.2.840.10008.5.1.4.1.1.77.1.1

VL Microscopic Image Storage

1.2.840.10008.5.1.4.1.1.77.1.2

Comprehensive SR Storage

1.2.840.10008.5.1.4.1.1.88.33

Mammography CAD SR Storage

1.2.840.10008.5.1.4.1.1.88.50
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RD SOP 7520 SCU ¢LT DICOM (CEERLL TWE T

& 1.2-2 SCU EUTRMHTI S SOP I5R

SOP Class

SOP Class UID

Computed Radiography Image Storage

1.2.840.10008.5.1.4.1.1.1

Digital X-Ray Image Storage- For Presentation

1.2.840.10008.5.1.4.1.1.1.1

Digital X-Ray Image Storage- For Processing

1.2.840.10008.5.1.4.1.1.1.1.1

Digital Mammography X-Ray Image Storage
- For Presentation

1.2.840.10008.5.1.4.1.1.1.2

Digital Mammography X-Ray Image Storage
- For Processing

1.2.840.10008.5.1.4.1.1. 1.2.1

CT Image Storage

1.2.840.10008.5.1.4.1.1.2

Ultrasound Multi-frame Image Storage

1.2.840.10008.5.1.4.1.1.3.1

MR Image Storage

1.2.840.10008.5.1.4.1.1.4

Ultrasound Image Storage

1.2.840.10008.5.1.4.1.1.6.1

Secondary Capture Image Storage

1.2.840.10008.5.1.4.1.1.7

X-ray Angiographic Image Storage

1.2.840.10008.5.1.4.1.1.12.1

X-ray Radio Fluoroscopic Image Storage

1.2.840.10008.5.1.4.1.1.12.2

Breast Tomosynthesis Image Storage

1.2.840.10008.5.1.4.1.1.13.1.3

Nuclear Medicine Image Storage

1.2.840.10008.5.1.4.1.1.20

Positron Emission Tomography Image Storage

1.2.840.10008.5.1.4.1.1.128

RT Image Storage

1.2.840.10008.5.1.4.1.1.481.1

Grayscale Softcopy Presentation State Storage

1.2.840.10008.5.1.4.1.1.11.1

VL Endoscopic Image Storage

1.2.840.10008.5.1.4.1.1.77.1.1

VL Microscopic Image Storage

1.2.840.10008.5.1.4.1.1.77.1.2

Study Root Query/Retrieve Model - FIND

1.2.840.10008.5.1.4.1.2.2.1

Study Root Query/Retrieve Model - MOVE

1.2.840.10008.5.1.4.1.2.2.2

Basic Grayscale Print Management Meta SOP Class

1.2.840.10008.5.1.1.9

Basic Color Print Management Meta SOP Class

1.2.840.10008.5.1.1.18

Comprehensive SR Storage

1.2.840.10008.5.1.4.1.1.88.33

Mammography CAD SR Storage

1.2.840.10008.5.1.4.1.1.88.50
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1.2.2. PYSI-33VHEUDI#

1.2.2.1. 1 E

IROZAFNHBIENTEEC, PYSI-323 %#HIUET
(1) Application Context Name #* “1.2.840.10008.3.1.1.1" THdI&
(2) Protocol Version * 0001H TH3I&
(3) Called AE Title i'E AE Title TH3Ct (HBRRTER CREINIAE)
(4) NvE-SARBCHMBENRVIE
(WATATLADREDLT —HARORDRE, BB, PDU DRAPAX(E 32KB T, )

1.2.2.2. PYSI—-33>DE

JE—bBD AE (C SCU ELTEHSZ18INT S DICOM 7YSI—230(d —EIC1 DT,
SCP U TEHEZRME I BEE(CE. —ECHRAT 320 DICOM 7Y I -3 aBKIENTEFT,

1.2.2.3. IEREATE

FIEEHADIREFYR—MUEE A

1.2.2.4, RE=DHAIEEH

Implementation Class UID 1.2.392.200045.8842.5
Implementation Version Name VIEWR_V1

1.2.3. PYSI-33YDER

DICOM Client Application (. A FOEHFEENZITICHIC, UE—b AE (WU AR 7YSI-23>
ZERUET,
(1)
(2)

E{FX(E
BE{HIRE /BEUS
&Iz, DICOM Print Application (&, AT OEHEFIEEIZITI8IC, YE— AE (CHURTER 7Y I -3
EBKRUET,
(1) E{REDR
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1.2.3.1. E§X{E

1.2.3.1.1. B9i&E

95K FEE

I-YHEHFRXETEDUE— AE ZBIRUIE, BEMRELT Study Fld Series &V BHFXERY
JEARLET
COREICED, YE—K AE [C DICOM OIS I—2aY%(T0\ RIS I-2aVh'kIhdd&. C-STORE I¥
> REFRTLET

1.2.3.1.2. Presentation Context

i27~9 3 Presentation Context (ZIATFTOENTY,

x 1.2-3 #RIZILEI7T—33>-007FAM1/3)

Presentation Context Table - Proposed

Abstract Syntax Transfer Syntax Role Extended
Name uID Name List UID List Negotiation
Computed 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Radiography 1 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70
Image Storage Hierarchical, First-Order,
Prediction
Digital X-Ray 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCuU None
Image Storage 1.1 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70
- For Presentation Hierarchical, First-Order,
Prediction
Digital X-Ray 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCuU None
Image Storage 1.1.1 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70
- For Processing Hierarchical, First-Order,
Prediction
Digital Mammography | 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
X-Ray Image Storage 1.2 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70
- For Presentation Hierarchical, First-Order,
Prediction
Digital Mammography | 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
X-Ray Image Storage 1.2.1 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70
- For Processing Hierarchical, First-Order,
Prediction
CT Image Storage 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
2 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70
Hierarchical, First-Order,
Prediction
Ultrasound Multi- 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
frame Image Storage 3.1 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70
Hierarchical, First-Order,
Prediction
TI16H02H02 © 2019 FUJIFILM Medical Solutions Corporation 11




x 1.2-3 #¥RIBILEIT—33>-007FZXM(2/3)

Presentation Context Table - Proposed

Abstract Syntax Transfer Syntax Role Extended
Name uID Name List UID List Negotiation
MR Image Storage 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
4 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70

Hierarchical, First-Order,

Prediction
Ultrasound Image 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Storage 6.1 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70

Hierarchical, First-Order,

Prediction
Secondary Capture 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Image Storage 7 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70

Hierarchical, First-Order,

Prediction
Grayscale Softcopy 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Presentation State 11.1
Storage
X-ray Angiographic 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Image Storage 12.1 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70

Hierarchical, First-Order,

Prediction
X-ray Radio 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Fluoroscopic Image 12.2 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70
Storage Hierarchical, First-Order,

Prediction
Breast Tomosynthesis | 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Image Storage 13.1.3 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70

Hierarchical, First-Order,

Prediction
Nuclear Medicine 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Image Storage 20 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70

Hierarchical, First-Order,

Prediction
VL Endoscopic Image 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Storage 77.1.1 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70

Hierarchical, First-Order,

Prediction
VL Microscopic Image 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Storage 77.1.2 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70

Hierarchical, First-Order,

Prediction
Comprehensive SR 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Storage 88.33
Mammography CAD 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
SR Storage 88.50

TI16HO02HO2 © 2019 FUJIFILM Medical Solutions Corporation 12




x 1.2-3 #¥RIBILEIT—33>-007FZXM(3/3)

Presentation Context Table - Proposed

Abstract Syntax Transfer Syntax Role Extended
Name uID Name List UID List Negotiation
Positron Emission 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Tomography Image 128 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70
Storage Hierarchical, First-Order,
Prediction
RT Image Storage 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
481.1 Jpeg Lossless, Non- | 1.2.840.10008.1.2.4.70
Hierarchical, First-Order,
Prediction

¥ : Icon Image Sequence (0088, 0200) ZESVEURICDOVTIE. EMELIRIITOEE A
TOAfth, [ERBESHEECDVTIE, —EBHIRNGDET

1.2.3.1.3. STORE-SCU SOP 95 AD{t#xk

I-YD—DDIRIET. H# D C-STORE #IFZITIENTEET,

JE—bA EN C-STORE ORINAT—HR%ZIRL TLWSfE (& C-STORE #{FZHkiELET . I5—IEEDR
T2 REVHEEE. TYSI 23227 R—bM&ET T-Z2JDRT IR RELIEER. TYS I -
3R RLE T
FAX—BEREITVET . JA LTI MZERIUIHEER IRI23>2)0-ALET.

x 1.2-4 9IV-EHR—B

FAN—% BFfE

S7YSI—-33 591N~ 60 VIS I3 BRNSHEILET

SAYTI74TH9(3— 180 % | 7Y I—3a B CRAIAL.
C-Store DL AR ABEICUEYRUETS, UE-b
AE DSy N2 RIS S(ICAM LTI NUE
ER

Sty azH(N— 60 5 VIS I-23 DI NS T ET,

1.2.3.2. R%R /B8

1.2.3.2.1. BiEI 3R 7R IEH

I-YRREXOUE— AE BERLET . I-YMRRFMACEIRT B2E(CED. UE—b AE N\DIRFRZEIT

W ARZED R ING 2EH —/U DB UAMIUE—N AE BMRIFFI 225971, SU-X,

a-o

I-5hH—/)U DB URMBSRITAEL(E3N) - XZERU BUSRI I TE(CLD, BifRZEUSLET .

(AX=2) 1BREFRLE

L EEDIRVE(CLD DICOM Client Application (7Y I—23>% &KL, C-FIND UJIAMzHUET . &
JZESH2VETIE C-MOVE UJI A M FRITUET .
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1.2.3.2.2. Presentation Context

BRI3ILE 723 - T FANMIU T OBOTY

& 1.2-5 #RI2ILEO7T-33>- 007X b

Presentation context Table -Proposed
Abstract Syntax Transfer Syntax Role| Extended

Name uiD Name UIiD Negotiation
Study Root 1.2.840.10008.5.1.4.1 |Implicit VR [1.2.840.10008. (SCU | (F) =8
Query/Retrieve Model -|.2.2.1 Little 1.2
FIND Endian
Study Root 1.2.840.10008.5.1.4.1
Query/Retrieve Model -[.2.2.2
MOVE

CF) UTFOHEREGR— ML TVET,

* 1.2-6 HLsRYMR—k
Field Name Value Description of Field

Relational Queries 1 Relational queries supported

1.2.3.2.3. FIND-SCU SOP 95 AD{t#xk

WIB(E 1 DO7YSI-33> LT 120 C-FIND B—ERZITVET,
A —BEREITVET . A1 AT D MERECUIIS &}, %232 #)0-AUEY,

&= 1.2-7 94~X—E5%8 (FIND SOP 9352X)

HAIX—% BFfE

F7Y3I-33>494%— 60FL | PYSI-SABRNSHEIIET

FA>T7I74T 94— 180 F | 7Y I -3 FETRS(CRIMAL.
C-Find QL AR ZBFICUYy NUET

Ftysas 18— 60 7 TISI -3 DREIINSHE TET,
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1.2.3.2.4. MOVE-SCU SOP I35 XDtk

HAN—EERZITVET . S LTI MZRECURIZ AR ORI23>2)0-ALEY,

& 1.2-8 #1Y—E:R (MOVE SOP 73X)

HIN—% iS5

M7YSI—-232594N— 60% | PYSI—a>ERNSHEIIET

M A>T I74THA~ 300 | 7YSI—a eI BFICRAIAL. ROT12TLR
AOARFCUEYRUET,

Mty 3>54v— 607 | 7YSI-23COMEIINSRTET,

1.2.3.3. E{REDRY

1.2.3.3.1. BiEI IR FREED

I-IHENRIZRFEOUE—~ AE ZZIRUIE. FIRIXTREL TEBZERL. EIRIRS>ZUET .
CORVEICED, UE—N AE (C DICOM OXTI>I—>3>%ZRialLE Y,

1.2.3.3.2. Presentation Context

127~9 3 Presentation Context (ZLATFTD@ENTY,

x 1.2-9 #RrI2ILE>7—33>-D0F7F R

Presentation context Table -Proposed
Abstract Syntax Transfer Syntax Role | Extended
Negotiatio
n
Name uibD Name uIibD
Basic Grayscale |1.2.840.10008.5.1.| Implicit VR [1.2.840.10008.|SCU None
Print Management 1.9 Little 1.2
Endian
Basic Color 1.2.840.10008.5.1.| Implicit VR |{1.2.840.10008.|SCU| None
Print Management 1.18 Little 1.2
Endian
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1.2.3.3.3. Basic Grayscale Print Management Meta SOP J5AMD{1#k

BUF® SOP /52 % HIR- M &,

& 1.2-10 SOP J5X—&

Name UID
Basic Film Session SOP Class 1.2.840.10008.5.1.1.1
Basic Film Box SOP Class 1.2.840.10008.5.1.1.2
Basic Grayscale Image Box SOP 1.2.840.10008.5.1.1.4
Printer SOP Class 1.2.840.10008.5.1.1.16

1.2.3.3.3.1. Basic Film Session SOP Class attributes

K SOP J3RICBEVWTUA T ORBHZYR—MTVEY,

x 1.2-11 YR-MEM

Attribute Name Tag Supported values

Number of Copies (2000,0010) [ 1 to 99

Medium Type (2000,0030) | PAPER, CLEAR FILM, BULE FILM
Film Destination (2000,0040) | MAGAZINE, PROCESSOR, BIN_ i

1.2.3.3.3.2. Basic Film Box SOP Class attributes

K SOP 73R ICBEVWTUA T ORBHZYR-—MTVEY,

* 1.2-12 #R923ILE>F57-23>- 027+ b

Attribute Name Tag Supported values

Image Display Format (2010,0010) | Standard/C,R
1,1;1,2;1,3; 2,1; 2,2; 2,3; 2,4; 3,1; 3,2;
3,3; 3,4; 3,5; 4,2; 4,3; 4,4, 4,5; 4,6; 5,3;
54;5,5;5,6; 64, 6,5

Film Orientation (2010,0040) | PORTRAIT, LANDSCAPE

Film Size ID (2010,0050) | 8*10, 14*14, 14*17, 10*12, 11*14, A4

Magnification Type (2010,0060) | REPLICATE, CUBIC, NONE

Smoothing Type (2010,0080) | SCP specific

Border Density (2010,0100) | BLACK, WHITE

Max Density (2010,0130) | SCP specific

Trim (2010,0140) | YES, NO

Configuration Information (2010,0150) | SCP specific

Referenced Film Session Sequence (2010,0500)

> Referenced SOP Class UID (0008,1150)

> Referenced SOP Instance UID (0008,1155)
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1.2.3.3.3.3. Basic Grayscale Image Box SOP Class attributes

A SOP J3R(CHVWTUTOEMHEYR-—NTVETD,

& 1.2-13 YR-MNE%

Attribute Name

Tag

Supported values

Image Position

(2020,0010)

Unsigned Short

Polarity

(2020,0020)

NORMAL, REVERSE

Reguested Image Size

(2020,0030)

Width (x-dimension) in mm

Preformatted Grayscale Image Sequence

(2020,0110)

>Sample Per Pixel

(0028,0002)

1

>Photometric Interpretation

(0028,0004)

MONOCHROMEZ2

>Rows

(0028,0010)

Unsigned Short

>Columns

(0028,0011)

Unsigned Short

>Bits Allocated (0028,0100) | 16

>Bits Stored (0028,0101) [ 12

>High Bit (0028,0102) | 11

> Pixel Representation (0028,0103) [ 0000H (unsigned integer)
>Pixel Data (7FE0,0010)

1.2.3.3.3.4. Printer SOP Class attributes

AR SOP IR (CHEVWTUTOEMZYR—NLTOVET,

& 1.2-14 SR—MNE™

Attribute Name

Tag

Supported values

Printer Status

(2110,0010)

NORMAL, WARNING, FAILURE

Printer Status Info

(2110,0020)

SUPPLY EMPTY, SUPPLY LOW
RECEIVER FULL, FILM JAM

Printer Name (2110,0030) | Long String
Manufacturer (0008,0070) | Long String
Manufacturer Model Name (0008,1090) | Long String
Device Serial Number (0018,1000) | Long String
Software Version (0018,1020) | Long String

TI16HO02HO02
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1.2.3.3.4. Basic Color Print Management Meta SOP I35 AM{tk

BUF® SOP /52 % HIR- M &,

& 1.2-15 SOP J5R—&

Name UID
Basic Film Session SOP Class 1.2.840.10008.5.1.1.1
Basic Film Box SOP Class 1.2.840.10008.5.1.1.2
Basic Color Image Box SOP Class 1.2.840.10008.5.1.1.4.1
Printer SOP Class 1.2.840.10008.5.1.1.16

1.2.3.3.4.1. Basic Film Session SOP Class attributes

K SOP J3RICBEVWTUA T ORBHZYR—MTVEY,

& 1.2-16 YR-MEM

Attribute Name Tag Supported values

Number of Copies (2000,0010) [ 1 to 99

Medium Type (2000,0030) | PAPER, CLEAR FILM, BULE FILM
Film Destination (2000,0040) | MAGAZINE, PROCESSOR, BIN_ i

1.2.3.3.4.2. Basic Film Box SOP Class attributes

K SOP 73R ICBEVWTUA T ORBHZYR-—MTVEY,

£ 1.2-17 HR-NEM(1/2)

Attribute Name Tag Supported values

Image Display Format (2010,0010) | Standard/C,R
1,1;1,2;1,3; 2,1; 2,2; 2,3; 2,4; 3,1; 3,2;
3,3; 3,4; 3,5; 4,2; 4,3, 4,4, 4,5; 4,6; 5,3;
54;5,5;5,6; 64, 6,5

Film Orientation (2010,0040) | PORTRAIT, LANDSCAPE

Film Size ID (2010,0050) | 8*10, 14*14, 14*17, 10*12, 11*14 (IN)
A4

Magnification Type (2010,0060) | REPLICATE, CUBIC, NONE

Smoothing Type (2010,0080) | SCP specific

Border Density (2010,0100) | BLACK, WHITE

Empty Image Density (2010,0110) | BLACK, WHITE

Max Density (2010,0130) | SCP specific

Trim (2010,0140) | YES, NO

*& 1.2-17 BR-NEM™(2/2)
Attribute Name Tag Supported values
Configuration Information (2010,0150) | SCP specific
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Referenced Film Session Sequence

(2010,0500)

> Referenced SOP Class UID

(0008,1150)

> Referenced SOP Instance UID

(0008,1155)

1.2.3.3.4.3. Basic Color Image Box SOP Class attributes

A SOP IR (CHEVWTUTOEMEYR—NLTWET,

* 1.2-18 YiR—NEMH

Attribute Name

Tag

Supported values

Image Position

(2020,0010)

Unsigned Short

Polarity

(2020,0020)

NORMAL, REVERSE

Requested Image Size

(2020,0030)

Width (x-dimension) in mm

Preformatted Color Image Sequence

(2020,0111)

>Sample Per Pixel

(0028,0002)

3

>Photometric Interpretation

(0028,0004)

RGB

>Planar Configuration

(0028,0006)

0001H (frame interleave)

>Rows (0028,0010) | Unsigned Short
>Columns (0028,0011) | Unsigned Short

>Bits Allocated (0028,0100) | 8

>Bits Stored (0028,0101) | 8

>High Bit (0028,0102) [ 7

> Pixel Representation (0028,0103) [ 0000H (unsigned integer)
>Pixel Data (7FE0,0010)

1.2.3.3.4.4. Printer SOP Class attributes

K SOP J3RICBVWTUATOREEEYR— M TVET,

x 1.2-19 9R-MEM

Attribute Name

Tag

Supported values

Printer Status

(2110,0010)

NORMAL, WARNING, FAILURE

Printer Status Info

(2110,0020)

SUPPLY EMPTY, SUPPLY LOW
RECEIVER FULL, FILM JAM

Printer Name (2110,0030) | Long String
Manufacturer (0008,0070) | Long String
Manufacturer Model Name (0008,1090) | Long String
Device Serial Number (0018,1000) | Long String
Software Version (0018,1020) | Long String

1.2.4. PYSI—-330D525E

DICOM Server Application (37VY3I -3 %F5E0E T, TDV7YSI—-S3a> TEGZZEL. RET(X

IRFLET .

TI16HO02HO02
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1.2.5. Eff32{E

1.2.5.1. BEEYIRIUFEE

BIUTAREDIMEBOMEERNSEHRD STORE BRNHDE . T4 RVICEHR I 7AW ZVERR LT —IN—A (CE TR
LET. I-HIREOBBEHOEEA.

1.2.5.1.1. Presentation Context

i27~9 3 Presentation Context (ZIATFTOENTY,

x 1.2-20 BRI EFT—23>-0>FFARK(1/3)

Presentation Context Table - Proposed

Abstract Syntax Transfer Syntax Role Extended
Name uiD Name List UID List Negotiation
Computed 1.2.840.10005.5.1.4.1.1.1 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Radiography Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Digital X-Ray 1.2.840.10005.5.1.4.1.1.1.1 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Image Storage- Explicit VR Little Endian 1.2.840.10008.1.2.1
For Presentation Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Digital X-Ray 1.2.840.10005.5.1.4.1.1.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Image Storage 1 Explicit VR Little Endian 1.2.840.10008.1.2.1
- For Processing Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Digital 1.2.840.10005.5.1.4.1.1.1.2 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Mammography X- Explicit VR Little Endian 1.2.840.10008.1.2.1
Ray Image Explicit VR Big Endian 1.2.840.10008.1.2.2
Storage- For Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
Presentation First-Order, Prediction
Digital 1.2.840.10005.5.1.4.1.1.1.2. | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Mammography X- | 1 Explicit VR Little Endian 1.2.840.10008.1.2.1
Ray Image Explicit VR Big Endian 1.2.840.10008.1.2.2
Storage Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
- For Processing First-Order, Prediction
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x 1.2-20 #RIZILEFT—23>-2>FFARK(2/3)

Presentation Context Table - Proposed

Abstract Syntax Transfer Syntax Role Extended
Name uIiD Name List UID List Negotiation
CT Image Storage | 1.2.840.10005.5.1.4.1.1.2 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Ultrasound Multi- | 1.2.840.10005.5.1.4.1.1.3.1 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
frame Image Explicit VR Little Endian 1.2.840.10008.1.2.1
Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
MR Image 1.2.840.10008.5.1.4.1.1.4 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Storage Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Ultrasound Image | 1.2.840.10008.5.1.4.1.1.6.1 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Storage Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Secondary 1.2.840.10008.5.1.4.1.1.7 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Capture Image Explicit VR Little Endian 1.2.840.10008.1.2.1
Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Grayscale 1.2.840.10008.5.1.4.1.1.11.1 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Softcopy Explicit VR Little Endian 1.2.840.10008.1.2.1
Presentation State Explicit VR Big Endian 1.2.840.10008.1.2.2
Storage
X-ray 1.2.840.10008.5.1.4.1.1.12.1 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Angiographic Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
X-ray Radio 1.2.840.10008.5.1.4.1.1.12.2 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Fluoroscopic Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Breast 1.2.840.10008.5.1.4.1.1.13.1 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Tomosynthesis 3 Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
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x 1.2-20 #RIZILEFT—23>-0>FFAMK(3/3)

Presentation Context Table - Proposed

Abstract Syntax Transfer Syntax Role Extended
Name uIiD Name List UID List Negotiation
Nuclear Medicine 1.2.840.10008.5.1.4.1.1.20 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Image Storage Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
VL Endoscopic 1.2.840.10008.5.1.4.1.1.77.1 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Image Storage 1 Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
VL Microscopic 1.2.840.10008.5.1.4.1.1.77.1 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Image Storage .2 Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Comprehensive 1.2.840.10008.5.1.4.1.1.88.3 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
SR Storage 3 Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Mammography 1.2.840.10008.5.1.4.1.1.88.5 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
CAD SR Storage 0 Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Positron Emission | 1.2.840.10008.5.1.4.1.1.128 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Tomography Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
RT Image Storage | 1.2.840.10008.5.1.4.1.1.481. | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
1 Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
7 : Icon Image Sequence (0088, 0200) ZELEUKRICDOULTIE. Transfer Syntax ZHa(FITLEE A
TOAfth, [ERBXSHEBECDOVTIE. —EBHIRNGDET
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1.2.5.1.2. STORE-SCP SOP 75 AD {1k

(1) BEUT—INSREEDILAY MIETRLEHNFR AL o FEDEICEEITZEEHNFE .
(2) RMELRT-YEBCOVTOFIVIFITOEEA.
(3) Store MIBHEITORESIC. IRODAT—HREIRLFT,

& 1.2-21 Store IEXT—42R

Status Code |Status Description

0x0000 Success |IERICTET

0xA700 Refused |BBEAR(TIRAIEETEE)

0xA701 Refused |EEAR(T/LINIS-)

0xA900 Error 7=y BN AIE

0xC000 Error RIS —

0xC001 Error T=AN=ZTI5—
1.2.5.1.3. IRXESGEIR G £

ARIATLIHEED Transfer Syntax 2 TOAEHTIEIRLET,
(1) Implicit VR Little Endian
(2) (1) FEFENTLRVMEEER. IBRENTLVRIEEDTTIAEDED,

1.3. @St

1.3.1. B R— b BBEERFYY

AR ZT A&, DICOM3.0 TCP/IP RxyhJ—1%BMR—bhUET, AAR(COWVTIE DICOM PS.8 2EHRL T
Z&W,

1.3.2. TCP/IP RH5YY

KYITNITTHERENG 2T 1—45- S AT LD TCP/IP ZAAv)%=FBELEY

1.3.3. iB{E0YEREE

AKYTRDIT7HRENT 21— AT LAOYIREAREFIABLET

1.4. HisR{t4R

AR RXTLT(E DICOM DILREHDFE Ao
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1.5. &Rk 1RER

KIZTLF BRA BB IBEIROERCLDRIRFERI BN TEET,

1.5.1. AEZC1NWETVEST—33Y 7 RLADF I

KIATLCTIE2RATS AE 91 MG HENUHEDT RLAZERU THENBETI. BDBBO AEH
BHRICEERULE T
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2. IFAE BT

2.1. REET)N

BRI, AT THABLUAT(FEGA%Z DICOM DI THRIEL TLET
2.1.1. 7975 ->3>-7-570—-H

Exportto \ _ _ _ _ _ _|
Medium
DICOM

Offline-Media Storage Medium
Application Entity

Local User
requests }——————4
File Load

2.1-1: ERETIN
2.1.1.1. DICOM Offline-Media Application Entity
(1) XF47HH
AFATVANEHZEITVET

(2) XAF4T7HUA
AFATHBI7AIN2EDAHFET

2.1.2. AE DOHgrEtEER

ARGD DICOM AE(Application Entity)(EA T D#aex S R—NUE T,

(1) AFTAT7AOES
(2) AFTATHSOELA

2.1.3. RtFTOLEDIER

AT AT TERIEE (IATATADEIRNIAT AT RSA T AT A TR IBALTENRIINEERDEE A,
ATATEDIAH TFEDAHNTE T3 2E THDIRIEZITICLRFTEE B A
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2.1.4. I74 VA 5"k

FSC EUTRDIFA I AS1BHRZRNET

Implementation Class UID 1.2.392.200045.8842.5
Implementation Version Name VIEWR_V1

2.2. 7TV -3yt

A& m(F. B—0 Application Entity ZERU. AT 7ADQDHIEEES LUXT 1 7 DB OEUA HEREZ IR AL
9,

2.2.1. Offline-Media AE {1#%

R®D SOP J52M FSC £LT DICOM (CHEMLL TWET

£ 2.2-1 FSC ELTIRHESS SOP /52 (1/2)

Abstract Syntax Transfer Syntax

SOP Class Name SOP Class UID Name List UID List
Media Storage 1.2.840.10008.1.3.10 |Explicit VR Little Endian |(1.2.840.10008.1.2.1
Directory Storage
Computed 1.2.840.10008.5.1.4. |Explicit VR Little Endian (1.2.840.10008.1.2.1
Radiography Image|1.1.1
Storage
Digital X-Ray Image|1.2.840.10008.5.1.4. [Explicit VR Little Endian |1.2.840.10008.1.2.1
Storage - For|1.1.1.1

Presentation
Digital X-Ray Image|1.2.840.10008.5.1.4. [Explicit VR Little Endian |1.2.840.10008.1.2.1

Storage - For|1.1.1.1.1
Processing
Digital 1.2.840.10008.5.1.4. |Explicit VR Little Endian (1.2.840.10008.1.2.1

Mammography X-11.1.1.2
Ray Image Storage -
For Presentation

Digital 1.2.840.10008.5.1.4. |Explicit VR Little Endian (1.2.840.10008.1.2.1
Mammography X-{1.1.1.2.1

Ray Image Storage -

For Processing

= 2.2-1 FSC LU TIEMHT D SOP 73X (2/2)
Abstract Syntax Transfer Syntax
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SOP Class Name

SOP Class UID

Name List

UID List

CT Image Storage

1.2.840.10008.5.1.4.
1.1.2

Explicit VR Little Endian

1.2.840.10008.1.2.1

Ultrasound Multi-
frame Image Storage

1.2.840.10008.5.1.4.
1.1.3.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

MR Image Storage

1.2.840.10008.5.1.4.
1.1.4

Explicit VR Little Endian

1.2.840.10008.1.2.1

Ultrasound Image
Storage

1.2.840.10008.5.1.4.
1.1.6.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

Secondary Capture
Image Storage

1.2.840.10008.5.1.4.
1.1.7

Explicit VR Little Endian

1.2.840.10008.1.2.1

X-ray  Angiographic
Image Storage

1.2.840.10008.5.1.4.
1.1.12.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

X-ray Radio|1.2.840.10008.5.1.4. [Explicit VR Little Endian {1.2.840.10008.1.2.1
Fluoroscopic Image|1.1.12.2

Storage

Breast 1.2.840.10008.5.1.4. |Explicit VR Little Endian {1.2.840.10008.1.2.1

Tomosynthesis
Image Storage

1.1.13.1.3

Nuclear Medicine
Image Storage

1.2.840.10008.5.1.4.
1.1.20

Explicit VR Little Endian

1.2.840.10008.1.2.1

Positron Emission
Tomography Image
Storage

1.2.840.10008.5.1.4.
1.1.128

Explicit VR Little Endian

1.2.840.10008.1.2.1

RT Image Storage

1.2.840.10008.5.1.4.
1.1.481.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

VL Endoscopic Image
Storage

1.2.840.10008.5.1.4.
1.1.77.1.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

VL Microscopic
Image Storage

1.2.840.10008.5.1.4.
1.1.77.1.2

Explicit VR Little Endian

1.2.840.10008.1.2.1
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RD SOP 75D FSR £LT DICOM (CEEHLLTWE Y,

& 2.2-2 FSR EUTHRMHT S SOP 75X(1/2)

Abstract Syntax

Transfer Syntax

SOP Class Name

SOP Class UID

Name List

UID List

Media Storage
Directory Storage

1.2.840.10008.1.3.10

Explicit VR Little Endian

1.2.840.10008.1.2.1

Computed
Radiography
Storage

Image

1.2.840.10008.5.1.4.
1.1.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

Digital X-Ray Image
Storage - For

Presentation

1.2.840.10008.5.1.4.
1.1.1.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

Digital X-Ray Image

1.2.840.10008.5.1.4.

Explicit VR Little Endian

1.2.840.10008.1.2.1

Storage - For|1.1.1.1.1

Processing

Digital 1.2.840.10008.5.1.4. |Explicit VR Little Endian {1.2.840.10008.1.2.1
Mammography X-{1.1.1.2

Ray Image Storage -
For Presentation

Digital
Mammography X-
Ray Image Storage -
For Processing

1.2.840.10008.5.1.4.
1.1.1.2.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

CT Image Storage

1.2.840.10008.5.1.4.
1.1.2

Explicit VR Little Endian

1.2.840.10008.1.2.1

Multi-
frame Image Storage

Ultrasound

1.2.840.10008.5.1.4.
1.1.3.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

MR Image Storage

1.2.840.10008.5.1.4.
1.1.4

Explicit VR Little Endian

1.2.840.10008.1.2.1

Ultrasound Image

Storage

1.2.840.10008.5.1.4.
1.1.6.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

Secondary Capture
Image Storage

1.2.840.10008.5.1.4.
1.1.7

Explicit VR Little Endian

1.2.840.10008.1.2.1

X-ray  Angiographic
Image Storage

1.2.840.10008.5.1.4.
1.1.12.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

& 2.2-2 FSR EUTIRMHT S SOP 75X(2/2)

Abstract Syntax

Transfer Syntax

SOP Class Name

SOP Class UID

Name List

UID List

Radio
Image

X-ray
Fluoroscopic
Storage

1.2.840.10008.5.1.4.
1.1.12.2

Explicit VR Little Endian

1.2.840.10008.1.2.1
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Breast

Tomosynthesis 1.1.13.1.3
Image Storage

1.2.840.10008.5.1.4.

Explicit VR Little Endian

1.2.840.10008.1.2.1

Tomography Image|1.1.128

Nuclear Medicine|1.2.840.10008.5.1.4. |Explicit VR Little Endian |1.2.840.10008.1.2.1
Image Storage 1.1.20
Positron Emission|(1.2.840.10008.5.1.4. |Explicit VR Little Endian |(1.2.840.10008.1.2.1

Storage

RT Image Storage 1.2.840.10008.5.1.4. |[Explicit VR Little Endian (1.2.840.10008.1.2.1
1.1.481.1

VL Endoscopic Image(1.2.840.10008.5.1.4. |Explicit VR Little Endian {1.2.840.10008.1.2.1

Storage 1.1.77.1.1

VL Microscopic|1.2.840.10008.5.1.4. |Explicit VR Little Endian (1.2.840.10008.1.2.1

Image Storage 1.1.77.1.2

2.3. HiR{L Rk

AIRATLT(E, DICOM DILREHDFRE Ao

2.4. 1BhR1EER

BAREEIGATI BEHDFEA.
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3. YiR—b;3XEFtYh (Support for Extended Character Sets)

ROXFYyMeYR—R &I,

ISO-IR 6 (ISO 646) (default) ESC 28 42
ISO-IR 13 (JIS X 0201 Katakana) ESC 29 49
ISO-IR 14 (JIS X 0201 Romaji) ESC 28 4A
ISO-IR 87 (JIS X 0208 Kanji) ESC 24 42

LU OMEEXFy MU TR, FEROMEELET,

ISO-IR 100(supplementary set) ESC 2D 41
ISO-IR 101(supplementary set) ESC 2D 42
ISO-IR 109(supplementary set) ESC 2D 43
ISO-IR 144(supplementary set) ESC 2D 4C
ISO-IR 126(supplementary set) ESC 2D 46
ISO-IR 127(supplementary set) ESC 2D 47
ISO-IR 138(supplementary set) ESC 2D 48
ISO-IR 148(supplementary set) ESC 2D 4D

« GO J—RIE ISO-IR 6 LEHRICIRWVET,
« G1 J-R(E ESC J-REEH¥NNN (nnn=/\1 ;—45D 8 ERSE) LFRL. IBEINXF
Y COFRRLCEHIGUER Ao
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4. t¥1U5+«

4.1. tF¥21YF7470T71)0

AIATLTE MIGLTOWEE A

4.2. TFYSI-asLNItF1Y74

AKIZAF AT WIELTLE A,
FIEEI AE 514N, IP PRLVRICEB 7Y I -3 AT OFIRIFITVER A

4.3. TFIUr—-3avLAlteF*a1Usq

AIATLTE MIGLTOWEE A
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