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1.2. 7V —3a ik

ViewR-DG (&, B—0 Application Entity ZfEAL. EHROIEIN. 183K, BG. BLUEIRERZIEHLF
g-o

1.2.1. AE &

RD SOP J520 SCP £LT DICOM (CEEHLL TVEF T

& 1.2-1 SCP LUTRMHT D SOP 73R

SOP Class Name

SOP Class UID

Computed Radiography Image Storage

1.2.840.10008.5.1.4.1.1.1

Digital X-Ray Image Storage- For Presentation

1.2.840.10008.5.1.4.1.1.1.1

Digital X-Ray Image Storage- For Processing

1.2.840.10008.5.1.4.1.1.1.1.1

Digital Mammography X-Ray Image Storage
- For Presentation

1.2.840.10008.5.1.4.1.1.1.2

Digital Mammography X-Ray Image Storage
- For Processing

1.2.840.10008.5.1.4.1.1. 1.2.1

CT Image Storage

1.2.840.10008.5.1.4.1.1.2

Ultrasound Multi-frame Image Storage

1.2.840.10008.5.1.4.1.1.3.1

MR Image Storage

1.2.840.10008.5.1.4.1.1.4

Ultrasound Image Storage

1.2.840.10008.5.1.4.1.1.6.1

Secondary Capture Image Storage

1.2.840.10008.5.1.4.1.1.7

X-ray Angiographic Image Storage

1.2.840.10008.5.1.4.1.1.12.1

X-ray Radio Fluoroscopic Image Storage

1.2.840.10008.5.1.4.1.1.12.2

Breast Tomosynthesis Image Storage

1.2.840.10008.5.1.4.1.1.13.1.3

Nuclear Medicine Image Storage

1.2.840.10008.5.1.4.1.1.20

Positron Emission Tomography Image Storage

1.2.840.10008.5.1.4.1.1.128

RT Image Storage

1.2.840.10008.5.1.4.1.1.481.1

Grayscale Softcopy Presentation State Storage

1.2.840.10008.5.1.4.1.1.11.1

VL Endoscopic Image Storage

1.2.840.10008.5.1.4.1.1.77.1.1

VL Microscopic Image Storage

1.2.840.10008.5.1.4.1.1.77.1.2

Comprehensive SR Storage

1.2.840.10008.5.1.4.1.1.88.33

Mammography CAD SR Storage

1.2.840.10008.5.1.4.1.1.88.50
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XD SOP 520 SCU £LT DICOM (CHERLL TVIET

& 1.2-2 SCU ELTRMAT S SOP J5R

SOP Class

SOP Class UID

Computed Radiography Image Storage

1.2.840.10008.5.1.4.1.1.1

Digital X-Ray Image Storage- For Presentation

1.2.840.10008.5.1.4.1.1.1.1

Digital X-Ray Image Storage- For Processing

1.2.840.10008.5.1.4.1.1.1.1.1

Digital Mammography X-Ray Image Storage
- For Presentation

1.2.840.10008.5.1.4.1.1.1.2

Digital Mammography X-Ray Image Storage
- For Processing

1.2.840.10008.5.1.4.1.1. 1.2.1

CT Image Storage

1.2.840.10008.5.1.4.1.1.2

Ultrasound Multi-frame Image Storage

1.2.840.10008.5.1.4.1.1.3.1

MR Image Storage

1.2.840.10008.5.1.4.1.1.4

Ultrasound Image Storage

1.2.840.10008.5.1.4.1.1.6.1

Secondary Capture Image Storage

1.2.840.10008.5.1.4.1.1.7

X-ray Angiographic Image Storage

1.2.840.10008.5.1.4.1.1.12.1

X-ray Radio Fluoroscopic Image Storage

1.2.840.10008.5.1.4.1.1.12.2

Breast Tomosynthesis Image Storage

1.2.840.10008.5.1.4.1.1.13.1.3

Nuclear Medicine Image Storage

1.2.840.10008.5.1.4.1.1.20

Positron Emission Tomography Image Storage

1.2.840.10008.5.1.4.1.1.128

RT Image Storage

1.2.840.10008.5.1.4.1.1.481.1

Grayscale Softcopy Presentation State Storage

1.2.840.10008.5.1.4.1.1.11.1

VL Endoscopic Image Storage

1.2.840.10008.5.1.4.1.1.77.1.1

VL Microscopic Image Storage

1.2.840.10008.5.1.4.1.1.77.1.2

Study Root Query/Retrieve Model - FIND

1.2.840.10008.5.1.4.1.2.2.1

Study Root Query/Retrieve Model - MOVE

1.2.840.10008.5.1.4.1.2.2.2

Basic Grayscale Print Management Meta SOP Class

1.2.840.10008.5.1.1.9

Basic Color Print Management Meta SOP Class

1.2.840.10008.5.1.1.18

Comprehensive SR Storage

1.2.840.10008.5.1.4.1.1.88.33

Mammography CAD SR Storage

1.2.840.10008.5.1.4.1.1.88.50
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IRDEENEIENSEEC, PYS T -2 %M UET,
(1) Application Context Name A' “1.2.840.10008.3.1.1.1" Thd&
(2) Protocol Version h* 0001H TH3I&
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1.2.2.3. FFERAE

FEEHADIRIEFTR—MUEE A

1.2.2.4. REDHAITHEH

Implementation Class UID 1.2.392.200045.8842.5

Implementation Version Name VIEWR_V1

1.2.3. 7YSI-S3YDEKR

DICOM Client Application (. A FOEHFEENZITIHIC. VE—N AE [CHU. FATERTPYSI-23>
ZERUET,

(1) BEffxE

(2) BEfIRE/BYS

F/z. DICOM Print Application (. AT OEHFEEZITOHIC, YE—N AE (CRHUFRTER7YSI-33
SRERUET,
(1) EHRENR
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1.2.3.1. EHFX(E

1.2.3.1.1. BiEY IR FEE

I1-YhEHFX(ESR

PZ R VES N
COIRVE(CLD, UE—K AE(C DICOM ORI T —33>%4TV RIS I—-33 NN 5L, C-STOREINX>
ReFITLET .

1.2.3.1.2. Presentation Context

187~93 Presentation Context (LA TMDIENTY,

x 1.2-3 #RIBZILELT—33>-I>F7FAN1/3)

DOUE—b AE ZBIRUAE X EMRELT Study Fz(F Series ZEU, BEUFIXEMNY

Presentation Context Table - Proposed

Abstract Syntax Transfer Syntax Role Extended
Name UIiD Name List UID List Negotiation
Computed 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Radiography 1 Jpeg Lossless, | 1.2.840.10008.1.2.4.70
Image Storage Non-Hierarchical,
First-Order, Prediction
Digital X-Ray 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Image Storage 1.1 Jpeg Lossless, | 1.2.840.10008.1.2.4.70
- For Presentation Non-Hierarchical,
First-Order, Prediction
Digital X-Ray 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCuU None
Image Storage 1.1.1 Jpeg Lossless, | 1.2.840.10008.1.2.4.70
- For Processing Non-Hierarchical,
First-Order, Prediction
Digital Mammography | 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
X-Ray Image Storage 1.2 Jpeg Lossless, | 1.2.840.10008.1.2.4.70
- For Presentation Non-Hierarchical,
First-Order, Prediction
Digital Mammography | 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
X-Ray Image Storage 1.2.1 Jpeg Lossless, | 1.2.840.10008.1.2.4.70
- For Processing Non-Hierarchical,
First-Order, Prediction
CT Image Storage 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
2 Jpeg Lossless, | 1.2.840.10008.1.2.4.70
Non-Hierarchical,
First-Order, Prediction
Ultrasound 1.2.840.10005.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Multi-frame Image 3.1 Jpeg Lossless, | 1.2.840.10008.1.2.4.70
Storage Non-Hierarchical,
First-Order, Prediction
TI16HO2HO04 ©2019 FUJIFILM Medical Solutions Corporation 11




x 1.2-3 BRIZIEST—33>-2>F7F2AM2/3)

Presentation Context Table - Proposed

Abstract Syntax Transfer Syntax Role Extended
Name uID Name List UID List Negotiation
MR Image Storage 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
4 Jpeg Lossless, | 1.2.840.10008.1.2.4.70

Non-Hierarchical,

First-Order, Prediction
Ultrasound Image 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Storage 6.1 Jpeg Lossless, | 1.2.840.10008.1.2.4.70

Non-Hierarchical,

First-Order, Prediction
Secondary Capture 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Image Storage 7 Jpeg Lossless, | 1.2.840.10008.1.2.4.70

Non-Hierarchical,

First-Order, Prediction
Grayscale Softcopy 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCuU None
Presentation State 11.1
Storage
X-ray Angiographic 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Image Storage 12.1 Jpeg Lossless, | 1.2.840.10008.1.2.4.70

Non-Hierarchical,

First-Order, Prediction
X-ray Radio 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCuU None
Fluoroscopic Image 12.2 Jpeg Lossless, | 1.2.840.10008.1.2.4.70
Storage Non-Hierarchical,

First-Order, Prediction
Breast Tomosynthesis | 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Image Storage 13.1.3 Jpeg Lossless, | 1.2.840.10008.1.2.4.70

Non-Hierarchical,

First-Order, Prediction
Nuclear Medicine 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Image Storage 20 Jpeg Lossless, | 1.2.840.10008.1.2.4.70

Non-Hierarchical,

First-Order, Prediction
VL Endoscopic Image 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Storage 77.1.1 Jpeg Lossless, | 1.2.840.10008.1.2.4.70

Non-Hierarchical,

First-Order, Prediction
VL Microscopic Image 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Storage 77.1.2 Jpeg Lossless, | 1.2.840.10008.1.2.4.70

Non-Hierarchical,

First-Order, Prediction
Comprehensive SR 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
Storage 88.33
Mammography CAD 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None
SR Storage 88.50
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x 1.2-3 #BRIZINET-33>-0>FFAN3/3)

Presentation Context Table - Proposed

Abstract Syntax Transfer Syntax Role Extended
Name uID Name List UID List Negotiation
Positron Emission 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCuU None
Tomography Image 128 Jpeg Lossless, | 1.2.840.10008.1.2.4.70
Storage Non-Hierarchical,
First-Order, Prediction
RT Image Storage 1.2.840.10008.5.1.4.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCU None

481.1

Jpeg
Non-Hierarchical,
First-Order, Prediction

Lossless,

1.2.840.10008.1.2.4.70

¥ : Icon Image Sequence (0088, 0200) ZSVBEURICDOVTIE. EHELIRIITVER A,
A, [ERBESHEECDOVTIE. —EBHIRASHDET

1.2.3.1.3. STORE-SCU SOP 75 AD {4k

I-YD—DDIRIET. 88D C-STORE BIFZITITENTEFT .
JE—bA EN C-STORE DRINAT—HAZIRL TWBME (& C-STORE ##{FZikiLET . I5—IEEDR
T2 RAELEER. TYSI-232ZT7R—M&ET . D-Z T DRAT—HIRZREUREEE, PYS I~
3 HLE T .
FAX—BEREITVET, 91 LTI M2RILESER IRT23>2I0-ALET,

AN —% LS

S7YST—23294N— 60 ¥ PISI-S3a BRNSMHEILET

SA>TIF4THAX— 180# | 7Y I—3a M RF(CRaIEUL.
C-Store QL ARDABFICUZYNLUET , JE—b
AE HS)N0y NZ RN OTZEICIA LTI NUE
ER

S w3z H(IN— 60 7 TISI-23>DEIIHSHR T E T,

1.2.3.2. 1R% /HS

x 1.2-4 9IV-EHR—B

1.2.3.2.1. BEIFRIU FEED

I-YEIRRFOUE-MAEZEIRLEYT . I-UMRRFMAZRIRIBILICLD, JE— M AENDIRFTZEITL.

RZENRRINT BT~/ DB UAMIUE—b AE MREFIDRH7 1. SU-X,

(AX=2) BERERRLET,

1-HYhH—)U DB UXMSRIT1F2FS)-XZ&EIRL. BUSIRI> 2RI CL(CED. BUFREESULED .
L E2DIRIEICLD DICOM Client Application (7Y I—23>%ZEKU. C-FINDUJIZAMHUFET, F2
EVSH2/ET(E C-MOVE UII A M FITUE T,
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1.2.3.2.2. Presentation Context

BRIZILEST—33> - T FANIU T OEOTY,

= 1.2-5 RIBZIL>FT—33>-2F7F RN

Presentation context Table -Proposed
Abstract Syntax Transfer Syntax Role| Extended

Name uiD Name uiD Negotiation
Study Root 1.2.840.10008.5.1.4.1 |Implicit VR {1.2.840.10008. [SCU | (F) =8
Query/Retrieve Model -|.2.2.1 Little 1.2
FIND Endian
Study Root 1.2.840.10008.5.1.4.1
Query/Retrieve Model [.2.2.2
-MOVE

CF) UTFOHERESR—- ML TVET,

* 1.2-6 HLsRYMR—h
Field Name Value Description of Field
Relational Queries 1 Relational queries supported

1.2.3.2.3. FIND-SCU SOP J5AM{tkk

WIB(E 1 DOPYSI-33> ET 120 C-FIND U—ERZIT\E T,
FAR—BEREITVET, 91 LTI MRILEER IRI23>%2I0-ALET .

7= 1.2-7 94~N—E5%8 (FIND SOP J3X)

HIX—%& S]]

F7YSI-23>94%— 60 | PYS I3 FERNSHEILET

FA>7074T5943— 180 # | 7Y I—3a M i (CRAtEL.
C-Find OL AR ZABFHCUEY RUE T,

Ftysa>94%— 607 | 7YSI-23>OMEIINSHETET,
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1.2.3.2.4. MOVE-SCU SOP 75 AMD{t#x

FAN—BEREITVET, 91 LTI MRIVISER IRI2322I0-ALET .

& 1.2-8 #4Y—EfH (MOVE SOP 732X)

I —% S

M7YSI-232948— 60 PISI—23 BRNSMEILET

M A>T )F4THA— 300% | PYSI—-Sa i BE(CRIAL. ROTAILA
AOABFCUEYNUET,

Mty 3> 5948 — 60 7 PISI—23>OEIINSHE T E T,

1.2.3.3. E{REDKI

1.2.3.3.1. FiEY 3R FEH

I-IHENRIZRFEOUE—~ AE ZZIRUE. ERIXISREL TEESRZIZIRL. ENRIRY>Z3RLET
CORVEICED, UE—bH AE [C DICOM OIS I -3 %ZFIELEFET

1.2.3.3.2. Presentation Context

i27~9 % Presentation Context (ZA T D@NTI,

x 1.2-9 ##RIZI L7332 -07FXb

Presentation context Table -Proposed

Abstract Syntax Transfer Syntax Role | Extended
Negotiatio
n
Name UIlD Name uIlD
Basic Grayscale |[1.2.840.10008.5.1.| Implicit VR |1.2.840.10008.|SCU| None
Print Management 1.9 Little 1.2
Endian
Basic Color 1.2.840.10008.5.1.| Implicit VR |1.2.840.10008.|SCU| None
Print Management 1.18 Little 1.2
Endian
TI16HO2HO04 ©2019 FUJIFILM Medical Solutions Corporation 15



1.2.3.3.3. Basic Grayscale Print Management Meta SOP J5A0D{1#k

BT SOP )52 HIR— M &I

& 1.2-10 SOPJ5X—§&

Name

uiD

Basic Film Session SOP Class

1.2.840.10008.5.1.1.1

Basic Film Box SOP Class

1.2.840.10008.5.1.1.2

Basic Grayscale Image Box SOP

1.2.840.10008.5.1.1.4

Printer SOP Class

1.2.840.10008.5.1.1.16

1.2.3.3.3.1. Basic Film Session SOP Class attributes

AR SOP I3 R (CHBVWTUATFOEMESR— N TVWETD,

& 1.2-11 9R-NEM

Attribute Name

Tag

Supported values

Number of Copies

(2000,0010)

1 to 99

Medium Type

(2000,0030)

PAPER, CLEAR FILM, BULE FILM

Film Destination

(2000,0040)

MAGAZINE, PROCESSOR, BIN_i

1.2.3.3.3.2. Basic Film Box SOP Class attributes

AR SOP I3 R (CHBVWTUATFOEMESR— N TVWET,

x 1.2-12 #RIZILET—23>-0>F7F A0

Attribute Name

Tag

Supported values

Image Display Format

(2010,0010)

Standard/C,R

1,1; 1,2; 1,3; 2,1; 2,2; 2,3; 2,4, 3,1;
3,2; 3,3; 3,4, 3,5, 42, 4,3, 44, 4,5
4,6;5,3;5,4;5,5;5,6; 6,4, 6,5

Film Orientation

(2010,0040)

PORTRAIT, LANDSCAPE

Film Size ID

(2010,0050)

8*%10, 14*14, 14*17, 10*12, 11*14, A4

Magnification Type

(2010,0060)

REPLICATE, CUBIC, NONE

Smoothing Type (2010,0080) | SCP specific
Border Density (2010,0100) | BLACK, WHITE
Max Density (2010,0130) | SCP specific
Trim (2010,0140) [ YES, NO
Configuration Information (2010,0150) | SCP specific

Referenced Film Session Sequence

(2010,0500)

> Referenced SOP Class UID

(0008,1150)

> Referenced SOP Instance UID

(0008,1155)

TI16HO2HO4

©2019 FUJIFILM Medical Solutions Corporation 16



1.2.3.3.3.3. Basic Grayscale Image Box SOP Class attributes

K SOP 73R (CHVWTUATOEMESR— MU TVWET,

* 1.2-13 YR-NEMH

Attribute Name

Tag

Supported values

Image Position

(2020,0010)

Unsigned Short

Polarity

(2020,0020)

NORMAL, REVERSE

Requested Image Size

(2020,0030)

Width (x-dimension) in mm

Preformatted Grayscale Image Sequence

(2020,0110)

>Sample Per Pixel

(0028,0002)

1

>Photometric Interpretation

(0028,0004)

MONOCHROMEZ2

>Rows

(0028,0010)

Unsigned Short

>Columns

(0028,0011)

Unsigned Short

>Bits Allocated (0028,0100) | 16

>Bits Stored (0028,0101) [ 12

>High Bit (0028,0102) [ 11

>Pixel Representation (0028,0103) | 0000H (unsigned integer)
>Pixel Data (7FE0,0010)

1.2.3.3.3.4. Printer SOP Class attributes

K SOP J3A(CBEVWTU T OB M EIR— L TVET,

x 1.2-14 YR-MEM

Attribute Name

Tag

Supported values

Printer Status

(2110,0010)

NORMAL, WARNING FAILURE

Printer Status Info

(2110,0020)

SUPPLY EMPTY, SUPPLY LOW
RECEIVER FULL, FILM JAM

Printer Name (2110,0030) | Long String
Manufacturer (0008,0070) | Long String
Manufacturer Model Name (0008,1090) | Long String
Device Serial Number (0018,1000) | Long String
Software Version (0018,1020) | Long String

TI16HO2HO4
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BT SOP )52 HIR— M &I

1.2.3.3.4. Basic Color Print Management Meta SOP I35 XDtk

& 1.2-15 SOP J5X—&

Name

uiD

Basic Film Session SOP Class

1.2.840.10008.5.1.1.1

Basic Film Box SOP Class

1.2.840.10008.5.1.1.2

Basic Color Image Box SOP Class

1.2.840.10008.5.1.1.4.1

Printer SOP Class 1.2.8

40.10008.5.1.1.16

1.2.3.3.4.1. Basic Film Session SOP Class

AR SOP I3 R (CHBVWTUATFOEMESR— N TVWETD,

attributes

& 1.2-16 SR—NEM

Attribute Name Tag

Supported values

Number of Copies (2000,0010)

1 to 99

Medium Type (2000,0030)

PAPER, CLEAR FILM, BULE FILM

Film Destination (2000,0040)

MAGAZINE, PROCESSOR, BIN_i

1.2.3.3.4.2. Basic Film Box SOP Class attributes

AR SOP I3 R (CHBVWTUATFOEMESR— N TVWET,

£ 1.2-17 YR-NEM(1/2)

Attribute Name

Tag

Supported values

Image Display Format

(2010,0010)

Standard/C,R

1,1; 1,2; 1,3; 2,1; 2,2; 2,3; 2,4; 3,1;
3,2; 3,3; 3,4, 3,5; 4,2, 4,3, 4,4; 4,5;
4,6; 5,3; 5,4; 5,5; 5,6; 6,4; 6,5

Film Orientation

(2010,0040)

PORTRAIT, LANDSCAPE

Film Size ID

(2010,0050)

8%10, 14*14, 14*17, 10%12, 11*14 (IN)
A4

Magnification Type

(2010,0060)

REPLICATE, CUBIC, NONE

Smoothing Type

(2010,0080)

SCP specific

Border Density

(2010,0100)

BLACK, WHITE

Empty Image Density

(2010,0110)

BLACK, WHITE

Max Density

(2010,0130)

SCP specific

Trim

(2010,0140)

YES, NO

1.2-17 YiR—NEMHE(2/2)

Attribute Name

Tag

Supported values

Configuration Information

(2010,0150)

SCP specific

TI16HO2HO4
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Referenced Film Session Sequence

(2010,0500)

> Referenced SOP Class UID

(0008,1150)

> Referenced SOP Instance UID

(0008,1155)

1.2.3.3.4.3. Basic Color Image Box SOP Class attributes

K SOP ISR (CHVTUTOEMEZYR— MU TVET,

& 1.2-18 YR—NEM

Attribute Name

Tag

Supported values

Image Position

(2020,0010)

Unsigned Short

Polarity

(2020,0020)

NORMAL, REVERSE

Requested Image Size

(2020,0030)

Width (x-dimension) in mm

Preformatted Color Image Sequence

(2020,0111)

>Sample Per Pixel

(0028,0002)

3

>Photometric Interpretation

(0028,0004)

RGB

>Planar Configuration

(0028,0006)

0001H (frame interleave)

>Rows (0028,0010) | Unsigned Short
>Columns (0028,0011) | Unsigned Short

>Bits Allocated (0028,0100) | 8

>Bits Stored (0028,0101) | 8

>High Bit (0028,0102) [ 7

>Pixel Representation (0028,0103) | 0000H (unsigned integer)
>Pixel Data (7FE0,0010)

1.2.3.3.4.4. Printer SOP Class attributes

K SOP J3A(CBEVWTU T OB MESR— MU TVET,

x 1.2-19 YR-MEM

Attribute Name

Tag

Supported values

Printer Status

(2110,0010)

NORMAL, WARNING FAILURE

Printer Status Info

(2110,0020)

SUPPLY EMPTY, SUPPLY LOW
RECEIVER FULL, FILM JAM

Printer Name (2110,0030) | Long String
Manufacturer (0008,0070) | Long String
Manufacturer Model Name (0008,1090) | Long String
Device Serial Number (0018,1000) | Long String
Software Version (0018,1020) | Long String

1.2.4. PY3I-33 D5

DICOM Server Application 37V I -3 %% UE T, D7V I -3 TEUERZZEL. AEFT( A

DARFLET,

TI16HO2HO4
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1.2.5. Ei{&3Z{E

1.2.5.1. BiEY IR FEE

EAFAREDIIEBDOIEZINSIEHRD STORE RN HDE . T4 AVCEHRI7A I 2 VER LT — IR — R B %
LEY . I-YRIEOMB(IHDER A

1.2.5.1.1. Presentation Context

187~93 Presentation Context (LA TMDIENTY,

x 1.2-20 ##RIZILEOT—33> - D>TFANEKR(1/3)

Presentation Context Table - Proposed

Abstract Syntax Transfer Syntax Role Extended
Name uiD Name List UID List Negotiation
Computed 1.2.840.10005.5.1.4.1.1.1 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Radiography Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Digital X-Ray 1.2.840.10005.5.1.4.1.1.1.1 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Image Storage- Explicit VR Little Endian 1.2.840.10008.1.2.1
For Presentation Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Digital X-Ray 1.2.840.10005.5.1.4.1.1.1.1. | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Image Storage 1 Explicit VR Little Endian 1.2.840.10008.1.2.1
- For Processing Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Digital 1.2.840.10005.5.1.4.1.1.1.2 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Mammography Explicit VR Little Endian 1.2.840.10008.1.2.1
X-Ray Image Explicit VR Big Endian 1.2.840.10008.1.2.2
Storage- For Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
Presentation First-Order, Prediction
Digital 1.2.840.10005.5.1.4.1.1.1.2. | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Mammography 1 Explicit VR Little Endian 1.2.840.10008.1.2.1
X-Ray Image Explicit VR Big Endian 1.2.840.10008.1.2.2
Storage Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
- For Processing First-Order, Prediction
TI16H02HO04 ©2019 FUJIFILM Medical Solutions Corporation 20




x 1.2-20 ##R9I2TLEFT-33>-00F7FARK(2/3)

Presentation Context Table - Proposed

Abstract Syntax Transfer Syntax Role Extended
Name uID Name List UID List Negotiation
CT Image Storage | 1.2.840.10005.5.1.4.1.1.2 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Ultrasound 1.2.840.10005.5.1.4.1.1.3.1 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Multi-frame Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
MR Image 1.2.840.10008.5.1.4.1.1.4 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Storage Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Ultrasound Image | 1.2.840.10008.5.1.4.1.1.6.1 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Storage Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Secondary 1.2.840.10008.5.1.4.1.1.7 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Capture Image Explicit VR Little Endian 1.2.840.10008.1.2.1
Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Grayscale 1.2.840.10008.5.1.4.1.1.11.1 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Softcopy Explicit VR Little Endian 1.2.840.10008.1.2.1
Presentation State Explicit VR Big Endian 1.2.840.10008.1.2.2
Storage
X-ray 1.2.840.10008.5.1.4.1.1.12.1 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Angiographic Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
X-ray Radio 1.2.840.10008.5.1.4.1.1.12.2 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Fluoroscopic Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Breast 1.2.840.10008.5.1.4.1.1.13.1 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Tomosynthesis 3 Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
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x 1.2-20 ©RI3TLEIT—23>-207FAMKR(3/3)

Presentation Context Table - Proposed

Abstract Syntax Transfer Syntax Role Extended
Name uID Name List UID List Negotiation
Nuclear Medicine 1.2.840.10008.5.1.4.1.1.20 Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Image Storage Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
VL Endoscopic 1.2.840.10008.5.1.4.1.1.77.1 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Image Storage d Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
VL Microscopic 1.2.840.10008.5.1.4.1.1.77.1 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Image Storage .2 Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
Comprehensive 1.2.840.10008.5.1.4.1.1.88.3 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
SR Storage 3 Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Mammography 1.2.840.10008.5.1.4.1.1.88.5 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
CAD SR Storage 0 Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Positron Emission | 1.2.840.10008.5.1.4.1.1.128 | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
Tomography Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
RT Image Storage | 1.2.840.10008.5.1.4.1.1.481. | Implicit VR Little Endian 1.2.840.10008.1.2 SCP None
1 Explicit VR Little Endian 1.2.840.10008.1.2.1
Explicit VR Big Endian 1.2.840.10008.1.2.2
Jpeg Lossless, Non-Hierarchical, | 1.2.840.10008.1.2.4.70
First-Order, Prediction
7E @ Icon Image Sequence (0088, 0200) ZEVERICOULTIE, Transfer Syntax ZHUIITVEE A
ZOM. EMEREMAECOVTE, —SMHIRI®DET.
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1.2.5.1.2. STORE-SCP SOP 95 AD {14k

(1) RMEUT—INSFEDILAY MIETRERHDER A El2 HEDBEICEE I EEHNFEA.
(2) REURT—FEBCOVWTOFIVIEFHTVEE A,
(3) Store SLBZITOEEC, RDAT—HAZRUFT .

# 1.2-21 Store YLIEIF—4HX

Status Code |Status Description

0x0000 Success |IEBI(CET

0xA700 Refused |EBREANEB(TIAIEETEE

0xA701 Refused |EBRAR(T/LINIS-)

0xA900 Error T =ty NOENARIE

0xC000 Error AT IS —

0xC001 Error F—=AR—=ZI5—
1.2.5.1.3. EXEGER A £

ARSI AT AFEED Transfer Syntax 2 TFOAEH TIEIRLET,
(1) Implicit VR Little Endian
(2) (1) BEFENTLRVSZE, FERENTVZIBEDFIEDED,

1.3. B{EHER

1.3.1. YR—hENBBERFYY

ARSI AT AE, DICOM3.0 TCP/IP ®yhJ—I7BR—bML&FT . fLARICOWLTIE. DICOM PS.8 Z2BRL T
Z&0,

1.3.2. TCP/IP A%YY

ARYITRNIITHRENT DI E1—4 - AT LD TCP/IP ZAv)%FIFALET,

1.3.3. B EOVIRIRE
AYINIITHRENS BIE1~5 - 2T ©OYIRR A FIFALET

1.4. HiiEHER

AR 2T LT(E, DICOM DILIREHDERE Ao
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1.5. #@pkTR

AIAT L AR BIBARIBIROERICIDERCERTZEN TEET,

1.5.1. AE91MLETVEST—33a> T RLADF I

KIATLZTIERATS AE 91 BUIE HEDUHEDT RLRAZETRU THENBETT . BB AE ©
BIICEERLE T
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2. if{kE H3ziR

2.1. REET)N

ABE(E, ATATHENBLUAT TEEA% DICOM DRUTTRMHL TVET.
2.1.1. 7IVr—-33>-7-5J0-HE

Exportto \ _ __ _ _ |
Medium
DICOM

Offline-Media Storage Medium
Application Entity

Local User
requests = }—————
File Load

2.1-1: EREFIN
2.1.1.1. DICOM Offline-Media Application Entity
(1) XF47HH
ATAPAE I ZITVET

(2) XF47HUA
AFAT BTN EEDIAHE T,

2.1.2. AE DH4EELER

ABGO DICOM AE(Application Entity)(ELF O#EERYR—MUET

(1) AF47PA\OESH
(2) AFT4THBOEHA

2.1.3. EERTOUNEDIEF

ATAT RN TERIFB AT ATANOEFIBNAT AT RSATIATA P BALTEN BRI NERDFRE A,
AT VEDIAH TIFEWIAHNTE T I 2F CTHBDRIFZITILETEF A
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2.1.4. T7A A 5158

FSC ELTRDIFAI AT B ZARNEY .

Implementation Class UID

1.2.392.200045.8842.5

Implementation Version Name

VIEWR_V1

2.2. 7TV -3yt

AB(E. BE—0 Application Entity ZfERU. X717 ADEDEBES LUXT 1 7 H S DELABBEZIRHL

F95

2.2.1. Offline-Media AE {1tk

RD SOP 750 FSC £LT DICOM (CHEHAL TW\E T,

& 2.2-1 FSC LU THRMHT S SOP 735X(1/2)

Abstract Syntax

Transfer Syntax

SOP Class Name

SOP Class UID

Name List

UID List

Media Storage
Directory Storage

1.2.840.10008.1.3.10

Explicit VR Little Endian

1.2.840.10008.1.2.1

Computed
Radiography Image

Storage

1.2.840.10008.5.1.4.
1.1.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

Digital X-Ray Image
Storage - For

Presentation

1.2.840.10008.5.1.4.
1.1.1.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

Digital X-Ray Image

1.2.840.10008.5.1.4.

Explicit VR Little Endian

1.2.840.10008.1.2.1

Storage - For|1.1.1.1.1

Processing

Digital 1.2.840.10008.5.1.4. |Explicit VR Little Endian (1.2.840.10008.1.2.1
Mammography 1.1.1.2

X-Ray Image

Storage - For

Presentation

Digital 1.2.840.10008.5.1.4. |Explicit VR Little Endian (1.2.840.10008.1.2.1
Mammography 1.1.1.2.1
X-Ray Image
Storage - For
Processing
& 2.2-1 FSC EUTRMHTS SOP 752(2/2)
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Abstract Syntax

Transfer Syntax

SOP Class Name

SOP Class UID

Name List

UID List

CT Image Storage

1.2.840.10008.5.1.4.
1.1.2

Explicit VR Little Endian

1.2.840.10008.1.2.1

Ultrasound
Multi-frame  Image
Storage

1.2.840.10008.5.1.4.
1.1.3.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

MR Image Storage

1.2.840.10008.5.1.4.
1.1.4

Explicit VR Little Endian

1.2.840.10008.1.2.1

Ultrasound Image
Storage

1.2.840.10008.5.1.4.
1.1.6.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

Secondary Capture
Image Storage

1.2.840.10008.5.1.4.
1.1.7

Explicit VR Little Endian

1.2.840.10008.1.2.1

X-ray  Angiographic
Image Storage

1.2.840.10008.5.1.4.
1.1.12.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

X-ray Radio|1.2.840.10008.5.1.4. |Explicit VR Little Endian |1.2.840.10008.1.2.1
Fluoroscopic Image|1.1.12.2

Storage

Breast 1.2.840.10008.5.1.4. |Explicit VR Little Endian [1.2.840.10008.1.2.1

Tomosynthesis
Image Storage

1.1.13.1.3

Nuclear Medicine
Image Storage

1.2.840.10008.5.1.4.
1.1.20

Explicit VR Little Endian

1.2.840.10008.1.2.1

Positron Emission
Tomography Image
Storage

1.2.840.10008.5.1.4.
1.1.128

Explicit VR Little Endian

1.2.840.10008.1.2.1

RT Image Storage

1.2.840.10008.5.1.4.
1.1.481.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

VL Endoscopic
Image Storage

1.2.840.10008.5.1.4.
1.1.77.1.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

VL Microscopic
Image Storage

1.2.840.10008.5.1.4.
1.1.77.1.2

Explicit VR Little Endian

1.2.840.10008.1.2.1

TI16HO2HO4
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XD SOP J52ZM FSR £LT DICOM (CHEHAL TWET,

& 2.2-2 FSR EUTHRHT S SOP J5X(1/2)

Abstract Syntax

Transfer Syntax

SOP Class Name

SOP Class UID

Name List

UID List

Media Storage
Directory Storage

1.2.840.10008.1.3.10

Explicit VR Little Endian

1.2.840.10008.1.2.1

Computed
Radiography
Storage

Image

1.2.840.10008.5.1.4.
1.1.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

Digital X-Ray Image
Storage - For

Presentation

1.2.840.10008.5.1.4.
1.1.1.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

Digital X-Ray Image

1.2.840.10008.5.1.4.

Explicit VR Little Endian

1.2.840.10008.1.2.1

Storage - For|1.1.1.1.1

Processing

Digital 1.2.840.10008.5.1.4. |Explicit VR Little Endian (1.2.840.10008.1.2.1
Mammography 1.1.1.2

X-Ray Image

Storage - For

Presentation

Digital
Mammography

X-Ray Image
Storage - For
Processing

1.2.840.10008.5.1.4.
1.1.1.2.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

CT Image Storage

1.2.840.10008.5.1.4.
1.1.2

Explicit VR Little Endian

1.2.840.10008.1.2.1

Ultrasound
Multi-frame  Image

Storage

1.2.840.10008.5.1.4.
1.1.3.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

MR Image Storage

1.2.840.10008.5.1.4.
1.1.4

Explicit VR Little Endian

1.2.840.10008.1.2.1

Ultrasound Image

Storage

1.2.840.10008.5.1.4.
1.1.6.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

Secondary Capture
Image Storage

1.2.840.10008.5.1.4.
1.1.7

Explicit VR Little Endian

1.2.840.10008.1.2.1

X-ray  Angiographic
Image Storage

1.2.840.10008.5.1.4.
1.1.12.1

Explicit VR Little Endian

1.2.840.10008.1.2.1

R 2.2-2 FSR EUTRMTS SOP 735X(2/2)

Abstract Syntax

Transfer Syntax

SOP Class Name

SOP Class UID

Name List

UID List
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X-ray Radio|1.2.840.10008.5.1.4. |Explicit VR Little Endian |1.2.840.10008.1.2.1
Fluoroscopic Imagef1.1.12.2

Storage

Breast 1.2.840.10008.5.1.4. |Explicit VR Little Endian [1.2.840.10008.1.2.1
Tomosynthesis 1.1.13.1.3

Image Storage

Nuclear Medicine|1.2.840.10008.5.1.4.
Image Storage 1.1.20

Explicit VR Little Endian

1.2.840.10008.1.2.1

Positron Emission|(1.2.840.10008.5.1.4.
Tomography Image(1.1.128

Explicit VR Little Endian

1.2.840.10008.1.2.1

Storage

RT Image Storage 1.2.840.10008.5.1.4. [Explicit VR Little Endian [1.2.840.10008.1.2.1
1.1.481.1

VL Endoscopic|1.2.840.10008.5.1.4. |Explicit VR Little Endian |1.2.840.10008.1.2.1

Image Storage 1.1.77.1.1

VL Microscopic|1.2.840.10008.5.1.4. |Explicit VR Little Endian [1.2.840.10008.1.2.1

Image Storage 1.1.77.1.2

2.3. HiR{L Rk

A7 LT(E DICOM DILIREHDFE Ao

2.4. 1BhR1EHR

BAREEIATE BEBHDETEA.
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3. B R—bk3XZFtYbh (Support for Extended Character Sets)

ROXFyMeYR—hEYS .

ISO-IR 6 (ISO 646) (default) ESC 28 42
ISO-IR 13 (JIS X 0201 Katakana) ESC 29 49
ISO-IR 14 (JIS X 0201 Romaji) ESC 28 4A
ISO-IR 87 (JIS X 0208 Kanji) ESC 24 42

UTFOMEEXFy MU TE, FEeoxiteLET,

ISO-IR 100(supplementary set) ESC 2D 41
ISO-IR 101(supplementary set) ESC 2D 42
ISO-IR 109(supplementary set) ESC 2D 43
ISO-IR 144 (supplementary set) ESC 2D 4C
ISO-IR 126(supplementary set) ESC 2D 46
ISO-IR 127(supplementary set) ESC 2D 47
ISO-IR 138(supplementary set) ESC 2D 48
ISO-IR 148(supplementary set) ESC 2D 4D

« GO J—RIZ ISO-IR 6 EEHRICHRWVET,
+ G1 J-R(F ESC J-R&E®H¥Nnn (nnn=/\1 ;—40D 8 ERT) EFXRL. IBESNXF
Yy hCOFRRICEIIEUE B Ao
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4. €¥1V74

4.1. t*1vF«(I0I7714)0

AIATLTE HIELTOWEEA.

4.2. 7YSI-3ybANltFa1Ur«

ASZATLTE SHIELTOWE R A,
FEOP4RI AE 94 ML, IP PRLRICEZTYS I3 A =T OHIBRIFATVER Ao

4.3. TFIVF-33avbAlte*a1Us4

ASZATLTE SHIGLTOWE R A,
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