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Conformance Statement Overview

AKEGF. BEXITAINLNILATT7HRAESHEDR (Digital Radiography) &RE&(CH L)
T. ESPACIO AVANT /VISTA> U —X /POPULUS> U —X(CHEAIND. 3R ER
BDEIRATLABIMEUTDODESD,

ESPACIO AVANT
CUREVISTA
EXAVISTA
VersiFlex VISTA
DIAVISTA
DIAVISTA Luce
POPULUS Ti
POPULUS So
PIET(E. HE ELCUREVISTALRIR T D,
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CUREVISTAF. UTFTRLICRIRY ND—OH—-EXICHIET B,
iU, IASRATLADOER. N\—>a3>CEL>TEFMERULBVWIT—EINRNH D,
#= 1.1 Network Services

SOP Classes User of Provider of
Service Service
(SCU) (SCP)
Transfer
X-Ray Radio Fluoroscopic Image Storage Yes Yes
X-Ray Radiation Dose SR Storage Yes X No
Computed Radiography Image Storage No Yes
Digital X-Ray Image Storage - For Presentation No No
CT Image Storage No Yes
MR Image Storage No Yes
Nuclear Medicine Image Storage No Yes
Secondary Capture Image Storage No Yes
Ultrasound Image Storage No Yes
Ultrasound Multi-Frame Image Storage No Yes
X-Ray Angiographic Image Storage No Yes
X-Ray Angiographic Bi-plane Image Storage No Yes
Workflow Management
Modality Worklist Yes No
Storage Commitment Push Model Yes No
Modality Performed Procedure Step Yes No
Print Management
Basic Grayscale Print Management Yes No
> Basic Film Session Yes No
> Basic Film Box Yes No
> Basic Grayscale Image Box Yes No
> Printer Yes No
Print Job Yes No
Query/Retrieve
Patient Root QR Information Model - FIND SOP Class Yes No
Study Root QR Information Model - FIND SOP Class Yes No
Patient Root QR Information Model - MOVE SOP Class Yes No
Study Root QR Information Model - MOVE SOP Class Yes No

% POPULUS Ti. POPULUS So®D = X7 ATIFIEXM IS

CUREVISTAIZ. UTRI2ERIAT A T7H—ERCHIET D
# 1.2 Media Services

Media Storage Application Profile File-set File-set File-set
Creator (FSC) | Updater (FSU) | Reader (FSR)

DVD

General Purpose DVD-RAM | Yes | Yes | Yes

usB

General Purpose USB | Yes | Yes | Yes

Elja-FX0011 -2 -
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2. Introduction

2.1 Revision History

Document Description
Version
1.1 FHH;RS A5 AC POPULUS Ti, POPULUS So ZiE N
1.2 FEHRS X5 I IC VersiFlexVISTA Z B0
1.3 ;RS A5 IIC DIAVISTA Z3E N
2.0 % DICOMB—EX®D DICOMBEEEEEXZRS
X-Ray Radiation Dose SR Storage %Z &l
General Purpose USB Z &l
Storage Commitment Push Model ZiE il
2.1 FH;RS A5 A C ESPACIO AVANT & BN
X-Ray Radiation Dose SR Storage &= E
2.2 FWEHRS X5 I (C DIAVISTA Luce &3EN
X-Ray Radiation Dose SR Storage & &
2.3 # 3.17 MPPS Request Identifier for N-SET Request Mi&
S ZIEIE
2.4 RS X5 AC CUREVISTA Open. CUREVISTA Open GX
%z 8 hi
2.5 X-Ray Radiation Dose SR Storage &= E
UTFTDRDRELEZELE
# 3.10 Worklist Request Identifier
# 7.2 Information Object Definition
# 7.3 Information Object Definition
# 8.1 Copy from MWL
2.6 MRS X7 IIC CUREVISTA Apex ZiB0
2.7 WHRS X5 LAHMS CUREVISTA Open. CUREVISTA Open
GX. CUREVISTA Apex %z #ll BF

2.2 Terms and Definitions
RKETIEF,. UTICRIWBEZEHIT D,

+F2.1 BZEE
% 55
DICOM Digital Imaging and Communications in Medicine
AE Application Entity
SCu Service Class User
SCP Service Class Provider
IOD Information Object Definition
SOP Service Object Pair
uiD Unique Identifier
PDU Protocol Data Unit
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3. Networking
3.1 Implementation Model

3.1.1 Application Data Flow

CUREVISTADAES 1 bJL&#%& CUREVISTA AEE SRR T B,
CUREVISTAO 77U —>3>5F—4AJO0—%MUTFICRT,
DICOM Standard

Interface
_________ : Modality
: Worklist
N MPPS
""""" : > Storage

CUREVISTA AE

Storage
Commitment

Print
Management

Query/

Query/

Retrieve === ====="1 Retrieve

Image

3.1 Application Data Flow Diagram
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3.1.2 Functional Definition of AEs
CUREVISTA AEGRU TFTOH—EXR OIS IXDSCUE L TEET B,

Storage Service Class

Storage Commitment Service Class

Query / Retrieve Service Class

Print Management Service Class

Modality Worklist Management Service Class

Modality Performed Procedure Step Service Class

CUREVISTA AEGUTOH—-EX TS XDSCPELUTEMET D,

Elja-FX0011
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3.1.3 Sequencing of Real-World Activities

CUREVISTA AEOH BN RBERERS IVHEDDOS 5> X 72K 3.2, BIHEIREDS
— 2R 3.3[CR9Y,

Operator GetWorklist Export RIS/HIS| | Archive | |Printer

1 T
1 1
1GetWorklist 1

Query Worklist : N

I Ll
Receive Worklist :

A 4

Start Examination

Acquire Images

_—

End Examination

q Set Performed Procedure Step

Export Radiation Dosle Structured Report
1

Store Radiat!on Dose
Structured Report

v

[
»

Export Images

v

Store Imagesg

1
Storage Commitment
T

1
Print Imagesi
T

\ 4

L
1
}
1
1
[}

3.2 Typical Acquisition Export Sequence
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Operator Query/Retrieve Image Archive

Query Images

1

1

1 o 1
. " Query Images )
:

| _Receive_List of Images_______
: i ;
| Select Images : :
| | | |
1 1 1
1 1 1
1 1 1
1 1 1
:Retrieve Images o :
N i Retrieve Images o
: »
1

1 Import Images

1

1

1

' Send Import Status

P R e e T e T e »
1

: Receive Retrieve Status

:

1

1

1

1

!

SREEEEY

3.3 Typical Query/Retrieve Sequence

Elja-FX0011 -8 -



3.2 AE Specifications

3.2.1 CUREVISTA AE

3.2.1.1 S0P Classes
CUREVISTA AERAH/R— K9 BSOP V5 X &EXK3.1ICxRT,
# 3.1 SOP Classes for CUREVISTA AE

SOP Classes SOP Class UID SCU | sCP
X-Ray Radio Fluoroscopic Image 1.2.840.10008.5.1.4.1.1.12.2 Yes Yes
Storage
X-Ray Radiation Dose SR Storage 1.2.840.10008.5.1.4.1.1.88.67 | Yes% No
Computed Radiography Image 1.2.840.10008.5.1.4.1.1.1 No Yes
Storage
Digital X-Ray Image Storage - For 1.2.840.10008.5.1.4.1.1.1.1 No No
Presentation
CT Image Storage 1.2.840.10008.5.1.4.1.1.2 No Yes
MR Image Storage 1.2.840.10008.5.1.4.1.1.4 No Yes
Nuclear Medicine Image Storage 1.2.840.10008.5.1.4.1.1.20 No Yes
Secondary Capture Image Storage 1.2.840.10008.5.1.4.1.1.7 No Yes
Ultrasound Image Storage 1.2.840.10008.5.1.4.1.1.6.1 No Yes
Ultrasound Multi-Frame Image 1.2.840.10008.5.1.4.1.1.3.1 No Yes
Storage
X-Ray Angiographic Image Storage 1.2.840.10008.5.1.4.1.1.12.1 No Yes
X-Ray Angiographic Bi-plane Image |1.2.840.10008.5.1.4.1.1.12.3 No Yes
Storage
Modality Worklist 1.2.840.10008.5.1.4.31 Yes No
Storage Commitment Push Model 1.2.840.10008.1.20.1 Yes No
Modality Performed Procedure Step |1.2.840.10008.3.1.2.3.3 Yes No
Basic Grayscale Print Management 1.2.840.10008.5.1.1.9 Yes No
> Basic Film Session 1.2.840.10008.5.1.1.1 Yes No
> Basic Film Box 1.2.840.10008.5.1.1.2 Yes No
> Basic Grayscale Image Box 1.2.840.10008.5.1.1. Yes No
> Printer 1.2.840.10008.5.1.1.16 Yes No
Print Job 1.2.840.10008.5.1.1.14 Yes No
Patient Root QR Information Model 1.2.840.10008.5.1.4.1.2.2.1 Yes No
- FIND SOP Class
Study Root QR Information Model - |1.2.840.10008.5.1.4.1.2.2.2 Yes No
FIND SOP Class
Patient Root QR Information Model 1.2.840.10008.5.1.4.1.2.1.1 Yes No
- MOVE SOP Class
Study Root QR Information Model - |1.2.840.10008.5.1.4.1.2.1.2 Yes No
MOVE SOP Class

% POPULUS Ti. POPULUS So®D = X5 ATIFIEXIE
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3.2.1.2 Association Policies
3.2.1.2.1. General
#(CDICOM 3.00DICOMEZE#R 7 TULS -2 3> A2 FF A NEGEETRT D,
#* 3.2 DICOM Application Context

Description Value
Application Context Name 1.2.840.10008.3.1.1.1

3.2.1.2.2. Number of Association
1ECHIIIDRIVZVISI-—2a3a>oBEEXR1ID. RET37Z7VYSI -3 >R

RA5D,
# 3.3 Number of associations as an Association Initiated
Description Value
Maximum number of simultaneous associations 1

# 3.4 Number of associations as an Association Accepted
Description Value
Maximum number of simultaneous associations 5

3.2.1.2.3. Asynchronous Nature
CUREVISTA AEFIERIEAEEZ YR — b LR,
#* 3.5 Asynchronous Nature as a SCU
Description Value

Maximum number of outstanding asynchronous 1
transactions

3.2.1.2.4. Implementation Identifying Information
CUREVISTA AED A>T UX > F =23 > O0SRUIDENN=3 G UTFOESD,
# 3.6 DICOM Implementation Class and Version

Description Value
Implementation Class UID 1.2.392.200036.9123.100.15.8001
Implementation Version Name HMCACROSS1.0

Elja-FX0011 - 10 -



3.2.1.3 Association Initiation Policy
3.2.1.3.1. Activity — Storage as SCU
3.2.1.3.1.1. Description and Sequencing of Activities
CUREVISTA AE(&Storage Service Class®SCU&E LT, 7YSTIT—>3>ZBiI L.
>

STOREERZXIET D, STOREERXER. VE— 7 TUT—->3>HNS5DSTORE
IE‘%&%{EQ_%O
CUREVISTA AE Remote AE

— —

ASSOCIATE-RQ

A\ 4

ASSOCIATE-RSP

C-STORE-RQ

v

C-STORE-RSP

RELEASE-RQ

A 4

RELEASE-RP

A

T T
1
[}

3.4 Sequencing of Activity — Storage as SCU

3.2.1.3.1.2. Proposed Presentation Contexts
CUREVISTA AEQ T L E>F—>3>A>FFAMIUATDESD,
# 3.7 Proposed Presentation Contexts for Activity - Storage as SCU

Presentation Context Table
Abstract Syntax Transfer Syntax Role Extended
Name UID Name List UID List Negotiation
X-Ray Radio 1.2.840.10008. | Implicit VR Little | 1.2.840.10008.1.2 SCu None
Fluoroscopic 5.1.4.1.1.12.2 Endian 1.2.840.10008.1.2.1
Image Storage Explicit VR Little 1.2.840.10008.1.2.2
Endian
Explicit VR Big
Endian
X-Ray Radiation 1.2.840.10008. | Implicit VR Little | 1.2.840.10008.1.2 SCU None
Dose SR Storage 5.1.4.1.1.88.67 | Endian 1.2.840.10008.1.2.1
Explicit VR Little 1.2.840.10008.1.2.2
Endian
Explicit VR Big
Endian

- 11 - Elja-FX0011



3.2.1.3.1.3. SOP Specific Conformance for Storage SOP Classes
J6&Z 2T CHDCUREVISTA AEDQEIEIFA T D EH D,
# 3.8 C-STORE Response Status Handling Behavior

Service Status Further Meaning Error Code Behavior
Success Success 0000 Maintain the association and
the Status Code is logged.
Warning Coercion of Data Elements | BOOO Close the association and the
Status Code is logged. X
Data Set does not match B0O0O7 Close the association and the
SOP Class Status Code is logged. X
Elements Discarded B0O06 Close the association and the
Status Code is logged. X
Failure Out of Resources A700 Close the association and the
Status Code is logged.
Cannot Understand Cc000 Close the association and the
Status Code is logged.
* * Any other status code | Close the association and the
Status Code is logged.

X FE(CKIDSuccessERUENEICT B &ENTIEE

3.2.1.3.2. Activity — Modality Worklist as SCU

3.2.1.3.2.1. Description and Sequencing of Activities

CUREVISTA AE(&Modality Worklist Management Service ClassdSCU& L T, 7
VSI—->3>%zHiI L. B&F — (Matching Key)ZSOFINDERZXET B,
FINDEXRX{E®R., UE—F7TUT—>3 >N SDFINDIGE (Return Key)ZZ{ET
Do

CUREVISTA AE Remote AE

——— —

ASSOCIATE-RQ

\ 4

ASSOCIATE-RSP

C-FIND-RQ

v

C-FIND-RSP

RELEASE-RQ

\ 4

RELEASE-RP

A

3.5 Sequencing of Activity — Modality Worklist as SCU

Elja-FX0011 -12 -



3.2.1.3.2.2. Proposed Presentation Contexts
CUREVISTA AEQ T L E>F—>3>aA>FFAMIUATDOESD,
# 3.9 Proposed Presentation Contexts for Activity - Modality Worklist as SCU

Presentation Context Table

Abstract Syntax Transfer Syntax Role Extended
Name UibD Name List UID List Negotiation
Modality Worklist 1.2.840.100 | Implicit VR Little 1.2.840.10008.1.2 SCu None
Information 08.5.1.4.31 Endian 1.2.840.10008.1.2.1

Model -FIND

Endian

Endian

Explicit VR Big

Explicit VR Little

1.2.840.10008.1.2.2

3.2.1.3.2.3. SOP Specific Conformance for Modality Worklist

CUREVISTA AED BB & F — (Matching Key)d KU IEE&F — (Return Key) (LT &

HBO.

Z2IDOANE :

M

o

I0D

Comment R RIDEEHDIEBZRT

B 8 4k 3  Matching Key
S =& —HIEE(Single Value Matching)
W JAI)ILRAH—RICKDEDEE (Wild Card Matching)
R BfJo#iHE 15 E (Range Matching)

XlEUniversal Matching(C HULY2& Return KeyZz/r9
X(FIRVEE N I8 E 0] BE /2 Matching Key (Interactive Query Key)Z R
X(ZEHZEXRT dKey(Displayed Key)ZR 9

X(ZModality Performed Procedure StepTERKEND 1> XF > XI(C
AW Keyzxr9d

# 3.10 Worklist Request Identifier

Attribute Name | Tag | VR | M | R | Q | D | 10D | Comment
SOP Common Module
Specific Character Set | (0008,0005) [CS | ES | | |
Scheduled Procedure Step Module
Scheduled Procedure Step (0040,0100) SQ X
Sequence
> Scheduled Station AE Title (0040,0001) AE S X X
> Scheduled Station Name (0040,0010) SH X
> Scheduled Procedure Step (0040,0011) SH X
Location
> Scheduled Procedure Step (0040,0002) DA R X X X BRETFH
Start Date H
> Scheduled Procedure Step (0040,0003) ™ X X BEFH
Start Time B R
> Scheduled Procedure Step End | (0040,0004) DA X
Date
> Scheduled Procedure Step End | (0040,0005) ™ X
Time
> Scheduled Performing (0040,0006) PN X
Physician's Name

- 13 -
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Attribute Name Tag VR IOD | Comment
> Scheduled Procedure Step (0040,0007) LO X X
Description
> Scheduled Protocol Code (0040,0008) SQ X X
Sequence
>> Code Value (0008,0100) SH X X
>> Coding Scheme Designator (0008,0102) SH X
>> Coding Scheme Version (0008,0103) SH X
>> Code Meaning (0008,0104) LO X
> Scheduled Procedure Step ID (0040,0009) SH X X
> Comments on the Scheduled (0040,0400) LT X
Procedure Step
> Modality (0008,0060) CS X
> Requested Contrast Agent (0032,1070) LO X
> Pre-Medication (0040,0012) LO X
Requested Procedure Module
Requested Procedure ID (0040,1001) SH X X
Reason for the Requested (0040,1002) LO X
Procedure
Requested Procedure Comments (0040,1400) LT X
Requested Procedure Code (0032,1064) SQ X
Sequence
> Code Value (0008,0100) SH
> Coding Scheme Designator (0008,0102) SH
> Coding Scheme Version (0008,0103) SH
> Code Meaning (0008,0104) LO
Study Instance UID (0020,000D) Ul X X
Referenced Study Sequence (0008,1110) SQ X X
> Referenced SOP Class UID (0008,1150) Ul X
> Referenced SOP Instance UID (0008,1155) Ul X
Requested Procedure Description | (0032,1060) LO X X
Requested Procedure Priority (0040,1003) SH X
Requested Procedure Location (0040,1005) LO X
Reporting Priority (0040,1009) SH X
Imaging Service Request Module
Imaging Service Request (0040,2400) LT X
Comments
Requesting Physician (0032,1032) PN X REEMZ
Referring Physician's Name (0008,0090) PN X
Requesting Service (0032,1033) LO X KEE R
Accession Number (0008,0050) SH X X wEZ2ES
Issue Date of Imaging Service (0040,2004) DA X
Request
Issue Time of Imaging Service (0040,2005) ™ X
Request
Placer Order Number / Imaging (0040,2016) LO X X
Service Request
Filler Order Number / Imaging (0040,2017) LO X X
Service Request
Order entered by ... (0040,2008) PN X
Order Enterer’s Location (0040,2009) SH X
Order Callback Phone Number (0040,2010) SH X
Visit Relationship Module
Referenced Patient Sequence (0008,1120) SQ X X
> Referenced SOP Class UID (0008,1150) Ul X
> Referenced SOP Instance UID (0008,1155) Ul X

Elja-FX0011
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Attribute Name Tag | VR | M | R | Q | D | 10D | Comment
Patient Identification Module
Patient's Name (0010,0010) PN W X X X X & Al
Patient ID (0010,0020) LO W X X X X ID
Issuer of Patient ID (0010,0021) LO X
Patient Demographic Module
Confidentiality Constraint on (0040,3001) LO X
Patient Data Description
Patient's Birth Date (0010,0030) DA X X X S /AH
Patient's Sex (0010,0040) CS X X X 4 Rl
Patient's Size (0010,1020) DS X
Patient's Weight (0010,1030) DS X
Ethnic Group (0010,2160) SH X
Patient Comments (0010,4000) LT X X X b
Patient Medical Module
Medical Alerts (0010,2000) LO X
Contrast Allergies (0010,2110) LO X
Additional Patient History (0010,21B0) LT X
Pregnancy Status (0010,21C0) us X
Special Needs (0038,0050) LO X
Patient State (0038,0500) LO X

L& Z R (T TDCUREVISTA AEQEIEFUI T D EH D,

# 3.11 C-FIND Response Status Handling Behavior

Service Status Further Meaning Error Code Behavior
Success Success 0000 Close the association and the
Status Code is logged.
Worklist items are displayed.
Pending Matches are continuing FFOO Maintain the association and
the Status Code is logged.
Processing of the matches
continues.
Matches are continuing - FFO1 Maintain the association and
Warning that one or more the Status Code is logged.
Optional Keys were not Processing of the matches
supported continues.
Cancel Matching terminated due FEOO Close the association and the
to Cancel request Status Code is logged.
* * Any other status code | Abort the association and the
Status Code is logged.

- 15 -
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3.2.1.3.3. Activity — Storage Commitment as SCU
3.2.1.3.3.1. Description and Sequencing of Activities

CUREVISTA AE (&Storage Commitment Service Class ®SCU & LT, 7Y T
—>3>zHIL. REZFAHROUIANEYUE— MAE (CXETD. REZFEDE
RZzZETDIEHIC. UE—MAE " 7VYSTIT—>3>2%2MIn9 D ECUREVISTA AE
FIFEID.ZTLTC. UE—MAE EDPVESITIT—>a>zELITDZENTENE.
UE— MAE ORFERADOHKRZZET D,

CUREVISTA AE Remote AE

— —

ASSOCIATE-RQ

\4

ASSOCIATE-RSP

A

N-ACTION-RQ

v

N-ACTION-RSP

RELEASE-RQ

A4

RELEASE-RP

A

ASSOCIATE-RQ

A

ASSOCIATE-RSP

v

N-EVENT-REPORT-RQ

N-EVENT-REPORT-RSP >

RELEASE-RQ

A

RELEASE-RP

A 4

T e
1
1

3.6 Sequencing of Activity — Storage Commitment as SCU

Elja-FX0011 - 16 -



3.2.1.3.3.2. Proposed Presentation Contexts
CUREVISTA AEQ T L E>F—>3>aA>FFAMIUATDOESD,

# 3.12 Proposed Presentation Contexts for Activity - Storage Commitment as SCU

Presentation Context Table
Abstract Syntax Transfer Syntax Role Extended
Name UIiD Name List UID List Negotiation
Storage 1.2.840.10 | Implicit VR Little 1.2.840.10008.1.2 SCu None
Commitment Push | 008.1.20.1 | Endian 1.2.840.10008.1.2.1
Model SOP Class Explicit VR Little 1.2.840.10008.1.2.2
Endian
Explicit VR Big Endian

3.2.1.3.3.3. SOP Specific Conformance for Storage Commitment

3.2.1.3.3.3.1. Storage Commitment Push Model SOP Class Operations
(N-ACTION)

D& ZXITCHOCUREVISTA AEDEIEII T D ES D,
# 3.13 N-ACTION Response Status Handling Behavior

Service Status

Further Meaning

Error Code

Behavior

Success

Success

0000

Maintain the association and
the Status Code is logged.

*

*

Any other status code

Abort the association and the
Status Code is logged.

3.2.1.3.3.3.2. Storage Commitment Push Model SOP Class Notifications
(N-EVENT-REPORT)

CUREVISTA AEA'N-EVENT-REPORTIGE TEEIT DAT —FREUTDEE D,

7= 3.14 Storage Commitment Push Model SOP Class N-EVENT-REPORT Response

Status Reasons

Service Status

Further Meaning

Error Code

Behavior

Success

Success

0000

The notification event has
been successfully received.

- 17 -
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3.2.1.3.4. Activity — Modality Performed Procedure Step as SCU
3.2.1.3.4.1. Description and Sequencing of Activities

CUREVISTA AE(&Modality Performed Procedure Step Service Class®SCU& U
T, 7YSI—>3>zWiIL. RERAKB, RERTZBEBMNIT D,

CUREVISTA AE Remote AE

— ——

ASSOCIATE-RQ

\4

ASSOCIATE-RSP

N-CREATE-RQ

v

N-CREATE-RSP

RELEASE-RQ

A 4

RELEASE-RP

A

ASSOCIATE-RQ

v

ASSOCIATE-RSP

N-SET-RQ

\ 4

N-SET-RSP

A

RELEASE-RQ
RELEASE-RP

A\ 4

A

ne e
1 1
1

3.7 Sequencing of Activity — Modality Performed Procedure Step as SCU
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3.2.1.3.4.2. Proposed Presentation Contexts
CUREVISTA AEQ T L E>F—>3>aA>FFAMIUATDOESD,

# 3.15 Proposed Presentation Contexts for Activity -
Step as SCU

Modality Performed Procedure

Presentation Context Table
Abstract Syntax Transfer Syntax Role Extended
Name uib Name List UID List Negotiation
Modality 1.2.840.100 | Implicit VR Little 1.2.840.10008.1.2 SCU None
Performed 08.3.1.2.3.3 | Endian 1.2.840.10008.1.2.1
Procedure Step Explicit VR Little 1.2.840.10008.1.2.2
Endian
Explicit VR Big
Endian

3.2.1.3.4.3. SOP Specific Conformance for Modality Performed Procedure
Step

CUREVISTA AED R AR BB (N-CREATE) U TFTDEED,

"Value"5lORNE :

USER 1—-Y—-—nANE

AUTO B84k LiciE

CONFIG BEINSA—FZT(TERK
MWL Modality Worklisth 5 5| B
NA AR LR

EMPTY ZZE(NULL)?DDDICOMA J % 4 fk

# 3.16 MPPS Request Identifier for N-CREATE Request

Attribute Name | Tag | VR | Value
SOP Common Module
Specific Character Set | (0008,0005) [CS [ CONFIG

Performed Procedure Step Relationship Module

Patient's Name

(0010,0010) PN

USER or MWL

Patient ID

(0010,0020) LO

USER or MWL

Patient's Birth Date

(0010,0030) DA

USER or MWL

Patient's Sex

(0010,0040) | CS

USER or MWL

Referenced Patient Sequence

(0008,1120) SQ

MWL or EMPTY

> Referenced SOP Class UID

(0008,1150) UI

MWL

> Referenced SOP Instance UID (0008,1155) Ul MWL
Scheduled Step Attributes (0040,0270) SQ AUTO
Sequence

> Study Instance UID (0020,000D) Ul MWL or AUTO

> Referenced Study Sequence

(0008,1110) SQ

MWL or EMPTY

>> Referenced SOP Class UID

(0008,1150) UI

MWL

>> Referenced SOP Instance
uiD

(0008,1155) Ul

MWL

> Accession Number

(0008,0050) | SH

USER or MWL

> Placer Order Number/Imaging (0040,2016) LO MWL or NA
Service Request
> Filler Order Number/Imaging (0040,2017) LO MWL or NA

Service Request

- 19 -
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Attribute Name Tag VR Value
> Requested Procedure ID (0040,1001) SH MWL or EMPTY
> Requested Procedure (0032,1060) LO MWL or EMPTY
Description
> Scheduled Procedure Step ID (0040,0009) SH MWL or EMPTY
> Scheduled Procedure Step (0040,0007) LO MWL or EMPTY
Description
> Scheduled Protocol Code (0040,0008) SQ MWL or EMPTY
Sequence
>> Code Value (0008,0100) SH MWL
>> Coding Scheme Designator (0008,0102) SH MWL
>> Coding Scheme Version (0008,0103) SH MWL
>> Code Meaning (0008,0104) LO MWL
Performed Procedure Step Information Module
Performed Procedure Step ID (0040,0253) SH AUTO
Performed Station AE Title (0040,0241) AE CONFIG
Performed Station Name (0040,0242) SH CONFIG
Performed Location (0040,0243) SH EMPTY
Performed Procedure Step Start (0040,0244) DA AUTO
Date
Performed Procedure Step Start (0040,0245) ™ AUTO
Time
Performed Procedure Step Status | (0040,0252) CS "IN PROGRESS"
Performed Procedure Step (0040,0254) LO EMPTY
Description
Performed Procedure Type (0040,0255) LO EMPTY
Description
Procedure Code Sequence (0008,1032) SQ MWL or EMPTY
Performed Procedure Step End (0040,0250) DA EMPTY
Date
Performed Procedure Step End (0040,0251) ™ EMPTY
Time
Image Acquisition Results Module
Modality (0008,0060) CS "RF"

Study ID (0020,0010) SH MWL or EMPTY
Performed Protocol Code (0040,0260) SQ EMPTY
Sequence

Performed Series Sequence (0040,0340) SQ EMPTY
Radiation Dose Module

Total Time of Fluoroscopy (0040,0300) us EMPTY
Total Number of Exposures (0040,0301) us EMPTY
Distance Source to (0018,1110) DS EMPTY
Detector(SID)

Distance Source to Entrance (0040,0306) DS EMPTY
Entrance Dose (0040,0302) us EMPTY
Entrance Dose in mGy (0040,8302) DS EMPTY
Exposed Area (0040,0303) us EMPTY
Image Area Dose Product (0018,115E) DS EMPTY
Comments on Radiation Dose (0040,0310) ST EMPTY
Exposure Dose Sequence (0040,030E) SQ EMPTY

Elja-FX0011
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CUREVISTA AEDQIREMR THEA(N-SET)FU T EES D,
# 3.17 MPPS Request Identifier for N-SET Request

Attribute Name | Tag | VR | Value
SOP Common Module
Specific Character Set | (0008,0005) [CS | CONFIG
Performed Procedure Step Information Module
Performed Procedure Step Status | (0040,0252) CS CONFIG
Procedure Code Sequence (0008,1032) SQ MWL or NA
> Code Value (0008,0100) SH MWL
> Coding Scheme Designator (0008,0102) SH MWL
> Coding Scheme Version (0008,0103) SH MWL
> Code Meaning (0008,0104) LO MWL
Performed Procedure Step End (0040,0250) DA AUTO
Date
Performed Procedure Step End (0040,0251) ™ AUTO
Time
Image Acquisition Results Module
Modality (0008,0060) CS "RF"
Study ID (0020,0010) SH MWL or EMPTY
Performed Protocol Code (0040,0260) SQ MWL or EMPTY
Sequence
> Code Value (0008,0100) SH MWL
> Coding Scheme Designator (0008,0102) SH MWL
> Coding Scheme Version (0008,0103) SH MWL
> Code Meaning (0008,0104) LO MWL
Performed Series Sequence (0040,0340) SQ AUTO
> Performing Physician's Name (0008,1050) PN USER
> Protocol Name (0018,1030) LO USER
> Operator's Name (0008,1070) PN USER
> Series Instance UID (0020,000E) Ul AUTO
> Series Description (0008,103E) LO EMPTY
> Retrieve AE Title (0008,0054) AE EMPTY
> Referenced Image Sequence (0008,1140) SQ EMPTY
> Referenced Non-Image (0040,0220) SQ AUTO
Composite SOP Instance
Sequence
>> Referenced SOP Class UID (0008,1150) Ul "1.2.840.10008.3.1.2.3.3"
>> Referenced SOP Instance (0008,1155) Ul N-CREATE-RSP
UID
Radiation Dose Module
Total Time of Fluoroscopy (0040,0300) us AUTO
Total Number of Exposures (0040,0301) us AUTO
Entrance Dose (0040,0302) us AUTO
Entrance Dose in mGy (0040,8302) DS AUTO
Image Area Dose Product (0018,115E) DS AUTO
Exposure Dose Sequence (0040,030E) SQ AUTO
> Radiation Mode (0018,115A) CSs "PULSED"
> KVp (0018,0060) DS AUTO
> X-ray Tube Current in pA (0018,8151) DS AUTO
> Exposure Time (0018,1150) IS AUTO
Billing and Material Management Codes Module
Film Consumption Sequence (0040,0321) SQ AUTO
> Number of Films (2100,0170) IS AUTO

- 21 -
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I6&EZ 2T CTDHDCUREVISTA AEDQEIEIGAT D EH D,
# 3.18 N-CREATE/N-SET Response Status Handling Behavior

Service Status

Further Meaning

Error Code

Behavior

Success

Success

0x0000

Close the association and the
Status Code is logged.

*

*

Any other status code

Abort the association and the
Status Code is logged.

Elja-FX0011
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3.2.1.3.5. Activity — Print Management as SCU

3.2.1.3.5.1. Description and Sequencing of Activities

CUREVISTA AE(EPrint Management Service Class®SCU& LT, 77VY>IT—>3
>EEIIL. UE—HMAEICHUTTUS NEDZEKRT B,

CUREVISTA AE

ASSOCIATE-RQ

Remote AE

\ 4

ASSOCIATE-RSP

A

N-GET-RQ (Printer)

v

N-GET-RSP

N-CREATE-RQ (Basic Film Session)

v

N-CREATE-RSP

A

N-CREATE-RQ (Basic Film Box)

\ 4

N-CREATE-RSP

N-SET-RQ (Basic Grayscale Image Box)k

N-SET-RSP

»

A

N-ACTION-RQ (Basic Film Box)

A\ 4

N-ACTION-RSP

A

N-DELETE-RQ (Basic Film Session)

v

N-DELETE-RSP

RELEASE-RQ

RELEASE-RP

v

A

o
}
1

3.8 Sequencing

of Activity — Print Management as SCU
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3.2.1.3.5.2. Proposed Presentation Contexts
CUREVISTA AEQ L E>F—>3>a>FFAMEIUTDES D,
# 3.19 Proposed Presentation Contexts for Activity - Print Management as SCU

Presentation Context Table

Abstract Syntax Transfer Syntax Role Extended
Name UibD Name List UID List Negotiation

Basic Grayscale 1.2.840.100
Print Management | 08.5.1.1.9
Meta SOP Class
>Basic Film 1.2.840.100 Implicit VR Little .2.840.10008.1.2 SCuU None
Session SOP Class | 08.5.1.1.1 Endian .2.840.10008.1.2.

Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big

Endian
>Printer SOP 1.2.840.100 | Implicit VR Little .2.840.10008.1.2 SCu None
Class 08.5.1.1.16 Endian .2.840.10008.1.2.

Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big

Endian
>Basic Film Box 1.2.840.100 Implicit VR Little .2.840.10008.1.2 SCuU None
SOP Class 08.5.1.1.2 Endian .2.840.10008.1.2.

Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big

Endian
>Basic Grayscale 1.2.840.100 Implicit VR Little .2.840.10008.1.2 SCuU None
Image Box SOP 08.5.1.1.4 Endian .2.840.10008.1.2.
Class Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big

Endian
Print Job SOP 1.2.840.100 | Implicit VR Little .2.840.10008.1.2 SCu None
Class 08.5.1.1.14 Endian .2.840.10008.1.2.

Explicit VR Little .2.840.10008.1.2.

Endian
Explicit VR Big
Endian

Elja-FX0011
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3.2.1.3.5.3. SOP Specific Conformance for Basic Film Session SOP Class
3.2.1.3.5.3.1. Basic Film Session SOP Class Operations (N-CREATE)
CUREVISTA AEN XS5 T BN-CREATEERDODABTFUT D EH D,

"Presence of Value"3lORE :

ALWAYS BCEZF>THD
ANAP FEULRWSEND D
NA HALURN

"Source"SIDODAE :

AUTO

CONFIG
Printer

BEERT DB

HENSA-—FZTICER

Remote AEN & A&k

# 3.20 Basic Film Session SOP Class N-CREATE Request Attributes

Attribute Name Tag VR Value Presence of Value Source
Number of Copies (2000,0010) IS 1 ALWAYS AUTO
Print Priority (2000,0020) CS MED ALWAYS AUTO
Medium Type (2000,0030) CsS NA
Film Destination (2000,0040) CS NA
Film Session Label (2000,0050) LO NA
Memory Allocation (2000,0060) IS NA

& %ZZITTCTDOCUREVISTA AEDEBEFIU T D ES D,
# 3.21 Basic Film Session SOP Class N-CREATE Response Status Handling Behavior

Service Status

Further Meaning

Error Code

Behavior

Success Success 0000 Maintain the association and
the Status Code is logged.
Error Processing Failure 0110 Abort the association and the
Status Code is logged.
Resource Limitation 0213 Abort the association and the
Status Code is logged.
Warning Attribute List Error 0107 Maintain the association and
the Status Code is logged.
Attribute Value Out of 0116 Maintain the association and

range

the Status Code is logged.

*

Any other status code

Abort the association and the
Status Code is logged.
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3.2.1.3.5.3.2. Basic Film Session SOP Class Operations (N-DELETE)
&&= T CTDOCUREVISTA AEDEIEEIUTDES D,
# 3.22 Basic Film Session SOP Class N- DELETE Response Status Handling Behavior

Service Status

Further Meaning Error Code Behavior

Success

Success 0000 Maintain the association and
the Status Code is logged.

Error

Processing Failure 0110 Close the association and the
Status Code is logged.

Class Instance Conflict 0119 Close the association and the
Status Code is logged.

* Any other status code | Close the association and the
Status Code is logged.

3.2.1.3.5.4. SOP Specific Conformance for Printer SOP Class
3.2.1.3.5.4.1. Printer SOP Class Operations (N-GET)
CUREVISTA AEARN-GETIGENSBIBITDIHNBTEUTDES D,

< 3.23 Printer SOP Class N-GET Request Attributes

Attribute Name Tag VR Value Presence of Value | Source
Printer Status (2110,0010) | CS Provided by Remote AE ALWAYS Printer
Printer Status Info (2110,0020) | CS Provided by Remote AE ALWAYS Printer

& Z 2T TDOCUREVISTA AEDQEIEIFA T D EH D,
< 3.24 Printer SOP Class N-GET Response Status Handling Behavior

Service Status Further Meaning Error Code Behavior
Success Success 0000 Maintain the association and
the Status Code is logged.
Warning Requested optional 0001 Maintain the association and
Attributes are not the Status Code is logged.
supported
Attribute List Error 0107 Maintain the association and
the Status Code is logged.
* * Any other status code | Abort the association and the
Status Code is logged.

3.2.1.3.5.4.2. Printer SOP Class Notifications (N-EVENT-REPORT)
CUREVISTA AE/MNN-EVENT-REPORTERNSBWEBIDIABFTEIUATOES D,

Z 3.25 Printer SOP Class N-EVENT-REPORT Behavior

Event Type Event Type Behavior
Name ID
Normal 1 Continue jobs.
Warning 2 Continue jobs.
Get Printer Status Info (2110,0020) and Printer Name (2110,0030).
Failure 3 Continue jobs.
Get Printer Status Info (2110,0020) and Printer Name (2110,0030).
* * Continue jobs.

Elja-FX0011
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CUREVISTA AEA'N-EVENT-REPORTIGE TEEITDRT—FRAEUTDESD,
# 3.26 Printer SOP Class N-EVENT-REPORT Response Status Handling Behavior

Service Status

Further Meaning

Error Code

Reasons

Success

Success

0000

The notification event has
been successfully received.

3.2.1.3.5.5. SOP Specific Conformance for Basic Film Box SOP Class
3.2.1.3.5.5.1. Basic Film Box SOP Class Operations (N-CREATE)
CUREVISTA AEN' 3159 ZN-CREATEERDODABTEUTDEH D,

% 3.27 Basic Film Box SOP Class N-CREATE Request Attributes

Attribute Name Tag VR Value Presence of Value | Source
Image Display (2010,0010) | ST +: 3.28 ALWAYS CONFIG
Format
Film Orientation (2010,0040) | Cs PORTLAIT ALWAYS CONFIG

LANDSCAPE
Film Size ID (2010,0050) CS 14INX17IN ALWAYS CONFIG
14INX14IN
11INX14IN
10INX12IN
8INX10IN
A4
Magnification Type | (2010,0060) | CS CUBIC ALWAYS AUTO
Smoothing Type (2010,0080) | CS NA
Border Density (2010,0100) | CS NA
Min Density (2010,0120) | US NA
Max Density (2010,0130) | US NA
Trim (2010,0140) | CS NA
Configuration (2010,0150) | ST LUT number ANAP CONFIG
Information

# 3.28 Image Display Format Value based on Film Orientation

Film Orientation (2010,0040)

Image Display Format (2040,0010)

PORTRAIT

STANDARD¥1,1
STANDARD¥1,2
STANDARD¥2,2
STANDARD¥2,3
STANDARD¥3,3
STANDARDY¥3,4
STANDARD¥4,5

LANDSCAPE

STANDARD¥1,1
STANDARD¥2,1
STANDARD¥2,2
STANDARD¥3,2
STANDARD¥3,3
STANDARD¥4,3
STANDARD¥5,4

- 27 -

Elja-FX0011




& Z =T TDOCUREVISTA AEDEIEIIUATDES D,
# 3.29 Basic Film Box SOP Class N-CREATE Response Status Handling Behavior

Service Status

Further Meaning

Error Code

Behavior

Density Outside Range

Success Success 0000 Maintain the association and
the Status Code is logged.
Error Invalid Attribute Value 0106 Abort the association and the
Status Code is logged.
Processing Failure 0110 Abort the association and the
Status Code is logged.
Duplicate SOP Instance 0111 Abort the association and the
Status Code is logged.
Missing Attribute 0120 Abort the association and the
Status Code is logged.
Warning Attribute List Error 0107 Maintain the association and
the Status Code is logged.
Attribute Value Out of 0116 Maintain the association and
Range the Status Code is logged.
Requested Min or Max B605 Maintain the association and

the Status Code is logged.

*

Any other status code

Abort the association and the
Status Code is logged.

3.2.1.3.5.5.2. Basic Film Box SOP Class Operations (N-ACTION)
& %Z 2T CTDOCUREVISTA AEDEIEIUTDESB D,
7= 3.30 Basic Film Box SOP Class N-ACTION Response Status Handling Behavior

Service Status

Further Meaning

Error Code

Behavior

Success Success 0000 Maintain the association and
the Status Code is logged.
Warning No collation support B601 Maintain the association and
the Status Code is logged.
Session empty page B602 Maintain the association and
the Status Code is logged.
Box empty page B603 Maintain the association and
the Status Code is logged.
Error Processing Failure 0110 Abort the association and the
Status Code is logged.
No such SOP Instance 0112 Abort the association and the
Status Code is logged.
Invalid argument value 0115 Abort the association and the
Status Code is logged.
Class instance conflict 0119 Abort the association and the
Status Code is logged.
No film SOP instances C600 Abort the association and the
Status Code is logged.
Session print queue is full | C601 Abort the association and the
Status Code is logged.
Box print queue full C602 Abort the association and the
Status Code is logged.
Size larger than box C603 Abort the association and the

Status Code is logged.

Any other status code

Abort the association and the
Status Code is logged.

Elja-FX0011
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3.2.1.3.5.6.

Class

SOP Specific Conformance for Basic Grayscale Image Box SOP

3.2.1.3.5.6.1. Basic Grayscale Image Box SOP Class Operations (N-SET)
CUREVISTA AEN IS5 F BN-SETEKRDODHABTIEIUATDEH D,
7 3.31 Basic Image Box SOP Class N-SET Request Attributes

Attribute Name Tag VR Value Presence of Value Source
Basic Grayscale (2020,0110) SQ ALWAYS AUTO
Image Sequence
Sample per Pixel >(0028,0002) | US 1 ALWAYS AUTO
Photometric >(0028,0004) CS MONOCHROME?2 ALWAYS AUTO
Interpretation
Rows >(0028,0010) | US 256,320,512, ALWAYS AUTO

1024,2048,etc
Columns >(0028,0011) | US 256,320,512, ALWAYS AUTO
1024,2048,etc
Pixel Aspect Ratio | >(0028,0034) | DS 1¥1 ALWAYS AUTO
Bits Allocated >(0028,0100) | US 8,16 ALWAYS AUTO
Bits Stored >(0028,0101) | US 8,12 ALWAYS AUTO
High Bit >(0028,0102) | US 7,11 ALWAYS AUTO
Pixel >(0028,0103) | US 0 ALWAYS AUTO
Representation
Requested Image | (2020,0030) DS ANAP CONFIG
Size

3.2.1.3.5.7. SOP Specific Conformance for Print Job SOP Class
3.2.1.3.5.7.1. Print Job SOP Class Notifications (N-EVENT-REPORT)
CUREVISTA AEAN'N-EVENT-REPORTERMNSMEBEITDINBFTEIUATDOES D,

Z 3.32 Printer Job SOP Class N-EVENT-REPORT Behavior

Event Type Event Type Behavior
Name ID

Normal 1 Continue jobs.
Get Printer Status Info (2110,0020), Printer Name (2110,0030), and
Film Session Label (2000,0050).

Warning 2 Continue jobs.
Get Printer Status Info (2110,0020), Printer Name (2110,0030), and
Film Session Label (2000,0050).

Failure 3

Continue jobs.

Get Printer Status Info (2110,0020), Printer Name (2110,0030), and
Film Session Label (2000,0050).

Continue jobs.
Get Printer Status Info (2110,0020), Printer Name (2110,0030), and
Film Session Label (2000,0050).

CUREVISTA AE/A'N-EVENT-REPORTIGE TEEITDRT—FRAEUTDES D,
# 3.33 Printer Job SOP Class N-EVENT-REPORT Response Status Handling Behavior

Service Status Further Meaning Error Code Reasons
Success Success 0000 The notification event has
been successfully received.
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3.2.1.3.6. Activity — Query/Retrieve
3.2.1.3.6.1. Description and Sequencing of Activities
CUREVISTA AE(EQuery / Retrieve Service Classd®SCU& LT, ZVY>TIT—23

ZHEIL U,

FINDERZX{EJI D, FINDERKXERE.

DFINDIGEZRIET Do

CUREVISTA AEX BRI DHBETFYSIT—>3 > %I L . MOVEERZXE

MOVEERXE#R. UE—KFP7TUT -3 >MOVERLEZRIET D,

Elja-FX0011

CUREVISTA AE

ASSOCIATE-RQ

Remote AE

——

ASSOCIATE-RSP

A\ 4

C-FIND-RQ

C-FIND-RSP

v

RELEASE-RQ

RELEASE-RP

A

ASSOCIATE-R

-

ASSOCIATE-RS

\4

C-MOVE-RQ

C-MOVE-RSP

A\ 4

A

RELEASE-RQ

RELEASE-RP

\ 4

A

T
1

3.9 Sequencing of Activity — Query/Retrieve
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3.2.1.3.6.2.

Proposed Presentation Contexts

CUREVISTA AEQ T L E>F—>3>aA>FFAMIUATDOESD,
#< 3.34 Proposed Presentation Contexts for Activity - FIND as SCU

Presentation Context

Table

Abstract Syntax Transfer Syntax Role Extended
Name UID Name List UID List Negotiation
Study Root 1.2.840.10008. | Implicit VR Little 1.2.840.10008.1.2 SCu None
Query/Retriev 5.1.4.1.2.2.1 Endian 1.2.840.10008.1.2.1
e Information Explicit VR Little 1.2.840.10008.1.2.2
Model-FIND Endian
Explicit VR Big
Endian
Patient Root 1.2.840.10008. | Implicit VR Little 1.2.840.10008.1.2 SCU None
Query/Retriev 5.1.4.1.2.1.1 Endian 1.2.840.10008.1.2.1
e Information Explicit VR Little 1.2.840.10008.1.2.2
Model-FIND Endian
Explicit VR Big
Endian
# 3.35 Proposed Presentation Contexts for Activity - MOVE as SCU
Presentation Context Table
Abstract Syntax Transfer Syntax Role Extended
Name UID Name List UID List Negotiation
Study Root 1.2.840.10008. | Implicit VR Little 1.2.840.10008.1.2 SCU None
Query/Retriev 5.1.4.1.2.2.2 Endian 1.2.840.10008.1.2.1
e Information Explicit VR Little 1.2.840.10008.1.2.2
Model-MOVE Endian
Explicit VR Big
Endian
Patient Root 1.2.840.10008. | Implicit VR Little 1.2.840.10008.1.2 SCU None
Query/Retriev 5.1.4.1.2.1.2 Endian 1.2.840.10008.1.2.1
e Information Explicit VR Little 1.2.840.10008.1.2.2
Model-MOVE Endian
Explicit VR Big
Endian
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# 3.36 Proposed Presentation Contexts for Activity -

STORE as SCP

Presentation Context Table

Abstract Syntax Transfer Syntax Role Extended
Name uibD Name List UID List Negotiation

Computed 1.2.840.1000 Implicit VR Little .2.840.10008.1.2 SCP None
Radiography 8.5.1.4.1.1.1 Endian .2.840.10008.1.2.
Image Storage Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big Endian
CT Image 1.2.840.1000 Implicit VR Little .2.840.10008.1.2 SCP None
Storage .5.1.4.1.1.2 Endian .2.840.10008.1.2.

Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big Endian
MR Image 1.2.840.1000 Implicit VR Little .2.840.10008.1.2 SCP None
Storage .5.1.4.1.1.4 Endian .2.840.10008.1.2.

Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big Endian
Nuclear 1.2.840.1000 Implicit VR Little .2.840.10008.1.2 SCP None
Medicine .5.1.4.1.1.20 | Endian .2.840.10008.1.2.
Image Storage Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big Endian
Secondary 1.2.840.1000 Implicit VR Little .2.840.10008.1.2 SCP None
Capture Image .5.1.4.1.1.7 Endian .2.840.10008.1.2.
Storage Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big Endian
Ultrasound 1.2.840.1000 Implicit VR Little .2.840.10008.1.2 SCP None
Image Storage | 8.5.1.4.1.1.6. Endian .2.840.10008.1.2.

1 Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big Endian
Ultrasound 1.2.840.1000 Implicit VR Little .2.840.10008.1.2 SCP None
Multi-frame 8.5.1.4.1.1.3. | Endian .2.840.10008.1.2.
Image Storage |1 Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big Endian
X-ray 1.2.840.1000 Implicit VR Little .2.840.10008.1.2 SCP None
Angiographic 8.5.1.4.1.1.12 | Endian .2.840.10008.1.2.
Image Storage | .1 Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big Endian
X-ray Radio 1.2.840.1000 Implicit VR Little .2.840.10008.1.2 SCP None
Fluoroscopic 8.5.1.4.1.1.12 | Endian .2.840.10008.1.2.
Image Storage | .2 Explicit VR Little .2.840.10008.1.2.

Endian

Explicit VR Big Endian
X-ray 1.2.840.1000 Implicit VR Little .2.840.10008.1.2 SCP None
Angiographic 8.5.1.4.1.1.12 | Endian .2.840.10008.1.2.
Bi-Plane .3 Explicit VR Little .2.840.10008.1.2.

Image Storage

Endian
Explicit VR Big Endian

Elja-FX0011
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3.2.1.3.6.3. SOP Specific Conformance for FIND as SCU

CUREVISTA AED B &

"Type of Matching"5lOARZA :

— (Matching Key)(ZI T EH D,

S TE& —HIE E (Single Value Matching)
w DAL R —RICKDEZIEE (Wild Card Matching)
U NULLZ% #§ % (Universal Matching)
R H {3 D &6 [# #8 & (Range Matching)
%+ 3.37 Request Identifier for FIND as SCU
Attribute Name | Tag | Type of Matching
PATIENT Level
Patient’s Name (0010,0010) W
Patient ID (0010,0020) W
STUDY Level
Study Date (0008,0020) R
Study Instance UID (0020,000D) S
SERIES Level
Modality (0008,0060) S
Series Number (0020,0011) U
Series Instance UID (0020,000E) S
IMAGE Level
Instance Number (0020,0013) U
Columns (0028,0011) U
Rows (0028,0010) ]
Body Part Examined (0018,0015) U
Storage Media File Set ID (0088,0130) U

B & & 2T CTDOCUREVISTA AED#E{EIFITDEH D,
# 3.38 C-FIND Response Status Handling Behavior

Service Status Further Meaning Error Code Behavior

Success Success 0x0000 Close the association and the
Status Code is logged.
Received items are displayed.

Cancel Matching terminated due | OxFEOO Close the association and the

to Cancel request Status Code is logged.

* * Any other status code | Maintain the association and

the Status Code is logged.
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3.2.1.3.6.4. SOP Specific Conformance for MOVE as SCU

CUREVISTA AEDBR &

— (Matching Key)[dA T EH D,

# 3.39 Request Identifier for MOVE as SCU

Attribute Name | Tag | Unique, Matching or Return Key

PATIENT Level

Patient ID | (0010,0020) | UNIQUE

STUDY Level

Study Instance UID | (0020,000D) | UNIQUE

SERIES Level

Series Instance UID | (0020,000E) | UNIQUE

IMAGE Level

SOP Instance UID | (0008,0018) | UNIQUE

I6&Z X (T TDCUREVISTA AEDEIEIELTDO ES D,

#* 3.40 C-MOVE Response Status Handling Behavior
Service Status Further Meaning Error Code Behavior
Pending Pending FFOO Maintain the association and
the Status Code is logged.
Success Success 0000 Close the association and the
Status Code is logged.
Cancel Matching terminated due | FEOO Close the association and the
to Cancel request Status Code is logged.
Warning Sub-operations Complete - | BOOO Close the association and the
One or more Failures Status Code is logged.
* * Any other status code | Close the association and the
Status Code is logged.

3.2.1.3.6.5. SOP Specific Conformance for STORE as SCP
CUREVISTA AEMC-STOREIGE TEEITDRT—FREUTDESD,
& 3.41 C-STORE Response Status Handling Behavior

Service Status

Further Meaning

Error Code

Reasons

Success Success 0000 The notification event has
been successfully received.
Error Out of Resources A700 Out of Resources.
Cannot Understand cooo0 Cannot Understand.
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3.2.1.4 Association Acceptance Policy
3.2.1.4.1. Activity — Storage as SCP
3.2.1.4.1.1. Description and Sequencing of Activities

CUREVISTA AE(&Storage Service Class®SCP&ELC. 7VYSTIT—>3

STOREEKRZRIE9 D, STOREERZER.

B &K1

g_%o

CUREVISTA AE

——

ASSOCIATE-RQ

SEREBU.

UE—-—KF7FUSHS—>3 > (CSTORER

Remote AE

——

ASSOCIATE-RSP

C-STORE-RQ

v

C-STORE-RSP

RELEASE-RQ

\4

RELEASE-RP

3.10 Sequencing of Activity — Storage as SCP

3.2.1.4.1.2. Description and Sequencing of Activities
CUREVISTA AERZRIEB I TLE>F7—>3 > >FTFRXAMIUTDOES D,
# 3.42 Acceptable Presentation Contexts for Activity - Storage SCP

Presentation Context Table

Abstract Syntax Transfer Syntax Role Extended
Name UID Name List UID List Negotiation

X-Ray Radio 1.2.840.10008. | Implicit VR Little 1.2.840.10008.1.2 SCP None
Fluoroscopic 5.1.4.1.1.12.2 Endian 1.2.840.10008.1.2.
Image Storage Explicit VR Little 1.2.840.10008.1.2.

Endian

Explicit VR Big

Endian
Computed 1.2.840.10008. Implicit VR Little 1.2.840.10008.1.2 SCP None
Radiography 5.1.4.1.1.88.67 | Endian 1.2.840.10008.1.2.
Image Storage Explicit VR Little 1.2.840.10008.1.2.2

Endian

Explicit VR Big

Endian
CT Image 1.2.840.10008. | Implicit VR Little 1.2.840.10008.1.2 SCP None
Storage 5.1.4.1.1.2 Endian 1.2.840.10008.1.2.

Explicit VR Little 1.2.840.10008.1.2.2

Endian

Explicit VR Big

Endian
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Presentation Context Table

Abstract Syntax Transfer Syntax Role Extended
Name UID Name List UID List Negotiation
MR Image 1.2.840.10008. | Implicit VR Little 1.2.840.10008.1.2 SCP None
Storage 5.1.4.1.1.4 Endian 1.2.840.10008.1.2.
Explicit VR Little 1.2.840.10008.1.2.
Endian
Explicit VR Big
Endian
Nuclear 1.2.840.10008. | Implicit VR Little 1.2.840.10008.1.2 SCP None
Medicine 5.1.4.1.1.20 Endian 1.2.840.10008.1.2.
Image Storage Explicit VR Little 1.2.840.10008.1.2.
Endian
Explicit VR Big
Endian
Secondary 1.2.840.10008. Implicit VR Little 1.2.840.10008.1.2 SCP None
Capture Image | 5.1.4.1.1.7 Endian 1.2.840.10008.1.2.
Storage Explicit VR Little 1.2.840.10008.1.2.
Endian
Explicit VR Big
Endian
Ultrasound 1.2.840.10008. | Implicit VR Little 1.2.840.10008.1.2 SCP None
Image Storage | 5.1.4.1.1.6.1 Endian 1.2.840.10008.1.2.
Explicit VR Little 1.2.840.10008.1.2.
Endian
Explicit VR Big
Endian
Ultrasound 1.2.840.10008. Implicit VR Little 1.2.840.10008.1.2 SCP None
Multi-Frame 5.1.4.1.1.3.1 Endian 1.2.840.10008.1.2.
Image Storage Explicit VR Little 1.2.840.10008.1.2.
Endian
Explicit VR Big
Endian
X-Ray 1.2.840.10008. | Implicit VR Little 1.2.840.10008.1.2 SCP None
Angiographic 5.1.4.1.1.12.1 Endian 1.2.840.10008.1.2.
Image Storage Explicit VR Little 1.2.840.10008.1.2.
Endian
Explicit VR Big
Endian
X-Ray 1.2.840.10008. | Implicit VR Little 1.2.840.10008.1.2 SCP None
Angiographic 5.1.4.1.1.12.3 Endian 1.2.840.10008.1.2.
Bi-plane Explicit VR Little 1.2.840.10008.1.2.
Image Storage Endian
Explicit VR Big
Endian
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3.3

3.3.1

3.3.2

3.4

Network Interface

Physical Network Interface

CUREVISTARN M ST 2 MBEARY/R— MIUATDES D,

# 3.43 Supported Physical Network Interfaces
Ethernet 100baseT
Ethernet 1000baseT

IPv4 and IPv6 Support
CUREVISTAXIPVAD HFHBR— T B,

Configuration

CUREVISTAlZ. BDDAEY A ML, UE— FRX bDDICOM AESF A ML, RX b
B R—bhBESEZI2 T4 0L A232>T7AILICRET D. JERF. HAEFE

FHHDEEIT DIEEDOKMENITS,
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4. Media Interchange
4.1 Implementation Model

4.1.1 Application Data Flow

CUREVISTADAES « bIL&#57%Z CUREVISTA AEC LR I D,

CUREVISTA AE(&. CUREVISTALTEMENZEGZRF I DH(C. DICOMMRIE
(CHHL U 7ZDVD-RAM, USBZEk I D ENTE D, F/o. DICOMMRAR(CEHM U T
DVD-RAM, USB(C. CUREVISTALTA M S NIZEHGZEMI D ENTED. T,
DICOMMAB (C#HL L 7Z=DVD-RAM. USBEIZ FHid it L. CUREVISTALTERRI D
ERNTED,

CUREVISTA AE(d&. DICOMMIEPS 3. 12D #R(ICK>TIA—Xv hEanTwnsd
4.7GB @ 120mm DVD-RAM ZH/R— b9 3. /2L, CUREVISTA AENFSC&E L
THYER 9 2DVD-RAMX 57 1 77 (FUDF2.0T I A —~NXwv h&and,

CUREVISTAO 77 J UL —23>57—4F7J0O0-%2UTFICRT,

Create
File-Set

Update
File-Set

S Storage

CUREVISTA AE Medium

Read
Directory

4.1 Application Data Flow Diagram
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4.1.2 Functional Definition of AEs

CUREVISTA AE(F. GUIZEB U TRITE>IEI—-Y—EERZE L(C. CUREVISTAT
YER% U 7=DVD-RAMX 7 ¢ 77, USBICX U T FEEDREEZITD.

s HmDXATa7ZEYNHEEL. IRDODICOMT 7 ALY hZEETIAT
c AF A4 T7ADDICOMT 7 AILEZY FOUXRERRTD

e AFT 4 T7ADSOPA > RS> RX%ZCUREVISTAT —SHEER(ICOIE—-T 3
s HMDSOPARAIZREZEZTIAALNTAT ATV ZEHRNITD

4.1.3 Sequencing of Real-World Activities
CUREVISTA AEDEAH B L UVHAHAHFDBRIEGUTDOEED,

Operator

Select Images

-

Export images

CUREVISTA AE

i Read DICOMDIR

Storage Medium

IWrite (DICOMDIR + Images)

»
»

>

4.2 Sequencing of Activity — Export Images

Operator

Query Image List

CUREVISTA AE

Select Images

- |

Import images

v

Read DICOMDIR

Storage Medium

T
}
1

- -

v

Read Images

\ 4

Images

v

4.3 Sequencing of Activity — Import Images
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4.1.4 File Meta Information Options
CUREVISTA AED I 7 A ILADBRICEZTAFNDA>TUASFT—2 3 VIEREGE

UFDEHD,
# 4.1 DICOM Implementation Class and Version
Description Value
Implementation Class UID 1.2.392.200036.9123.100.15.8001

Implementation Version Name HMCACROSS1.0

4.2 AE Specification

4.2.1 CUREVISTA AE

CUREVISTA AE(Z. DICOM#i 48 d Storage Media Storage Service ClasszH/R— b
9%, B/R— 9 BApplication Profile&Rolex FiE(CRT .

= 4.2 Application Profiles, Activities and Roles

Application Profiles Supported Real World Activity Role
STD-GEN-DVD-RAM Create File-Set FSC
Read Directory FSR
Read Image FSR
Update File-Set FSU
STD-GEN-USB Create File-Set FSC
Read Directory FSR
Read Image FSR
Update File-Set FSU

4.2.1.1File Meta Information for the Application Entity
AES A MILEIRE. BRETDCENTED. 4.488,

4.2.1.2Real-World Activities
4.2.1.2.1. Create File-Set
CUREVISTA AE(&Create File-SetDEBKREZ (I D EFSCEUTAT A T7DI 71 IL
S AT LD ZEITLN. DICOMT 71 J)LZw ~ (DICOMDIR) ZHMRICEMR T D,
Create File-Seti’"H/R— h I BSOPUSRXZTREICRT,

# 4.3 SOP Classes and Transfer Syntaxes

SOP Class Transfer Syntax
Name UID Name List UID List
Media Storage Directory 1.2.840.10008.1.3.10 | Explicit VR Little Endian 1.2.840.10008.1.2.1
Storage
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4.2.1.2.2. Read Directory

CUREVISTA AE(&Read Directory@ &k =% (T35 EFSREUTAFT 4 7DDICOMT
71I)Ltwv k (DICOMDIR) ZHEHED . XF 1 FICRBEESNTWVWBSOPTI > RT >
ADERERTRIT D, TDEE. CUREVISTAAERFI -V —HETEULREEHICERT S
SOPA > RIADHZRERT Do

Read DirectoryH/R— I BSOPUSRXZETFRICKRT .

# 4.4 SOP Classes and Transfer Syntaxes

SOP Class Transfer Syntax

Name UID Name List UID List

Media Storage Directory 1.2.840.10008.1.3.10 | Explicit VR Little Endian 1.2.840.10008.1.2.1
Storage

4.2.1.2.3. Read Image

CUREVISTA AE(XRead Image®DEk %% (2D EFSRE U TRead Directory TR U
TESOPA AU ANS I - —NERUIEEDZEAT 1 PH S5 HIAFH.
CUREVISTAZ — 4 B (COE—-9 3,
Read ImageH/R— 3 BSOPUS A ZEFREICKT,

# 4.5 SOP Classes and Transfer Syntaxes

SOP Class Transfer Syntax
Name UID Name List UID List
Media Storage Directory 1.2.840.10008.1.3.10 | Explicit VR Little Endian 1.2.840.10008.1.2.1
Storage
X-Ray Radio Fluoroscopic | 1.2.840.10008.5.1.4. Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage 1.1.12.2

4.2.1.2.4. Update File-Set

CUREVISTA AE(ZUpdate File-SetEBR&#® (7D ELFSUELTI—HF—HIEELE
CUREVISTAT — BB FOBEIKREAT 4 VICEZFTIAH. AT 4 7DDICOMT 71 IJL
v N(DICOMDIR)ZEH T 5.

Update File-Seth"H/R— K3 B3SOPUS X ZEFRRICKRT .
# 4.6 SOP Classes and Transfer Syntaxes

SOP Class Transfer Syntax
Name UID Name List UID List
Media Storage Directory 1.2.840.10008.1.3.10 | Explicit VR Little Endian 1.2.840.10008.1.2.1
Storage
X-Ray Radio Fluoroscopic | 1.2.840.10008.5.1.4. Explicit VR Little Endian 1.2.840.10008.1.2.1
Image Storage 1.1.12.2
4.3 Augmented and Private Application Profiles

4.4

HR— kUL,
Media Configuration

CUREVISTAIZX. EDDAESY A ML, RSATB®REEZI> T4 0L A4>3>T74
JVICERTET D, HTEEF. YHFREHHDOEBEIDIXEEORMENITD.,
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5. Support of Character Sets
TRDILEXNFEEZYR—-—KT S,

« ASCII (ISO 2022 IR 6)
« JIS X 0201 Katakana (ISO 2022 IR 13)
. JIS X 0208 Kanji (ISO 2022 IR 87)

6. Security

HR— MU,
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7. Annex of Storage as SCU
7.1 X-Ray Radio Fluoroscopic Image Storage

7.1.1 Private Tags

F 7.1(&CUREVISTAMN X-Ray Radio Fluoroscopic Image Storage TN T3>
ANR—hF—FZRT,

7.1 Private Attributes

Tag VR VM
(0009, 0010) LO 1
(0009, 0030) LO 1
(0009, 0040) LO 1
(0009, 0090) LO 1
(0009, 1020) us 1
(0009, 1030) OB 1
(0009, 1050) OB 1
(0009, 1060) OB 1
(0009, 3000) LO 1
(0009, 3010) us 1
(0009, 3020) us 1
(0009, 3030) us 1
(0009, 3031) us 1
(0009, 3032) us 1
(0009, 3033) us 1
(0009, 3040) us 1
(0009, 3041) us 1
(0009, 3042) us 1
(0009, 3043) us 1
(0009, 3050) us 1
(0009, 3060) us 1
(0009, 3061) us 1
(0009, 4000) IS 1
(0009, 4010) IS 1
(0009, 4020) OB 1
(0009, 9000) LO 1
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7.1.2 10D Contents

CUREVISTAM'X-Ray Radio Fluoroscopic Image Storage T /19 3I0D%Z F K I(C
L

"Value"SlORNBIXTEHEZERT .

USER d1-Y—-DAN1E

AUTO BE 4 pk UTTiE

CONFIG BE/NSA—-—FZTCERK

MWL Modality Worklisth 55| A

MPPS Modality Performed Procedure Steph 55| B
NA R U IR0

EMPTY ZZ(NULL)DDICOMA ZJ %& & B,

# 7.2 Information Object Definition

Attribute Name | Tag | Type | Value
Patient Module
Patient's Name (0010,0010) |2 USER or MWL
Patient ID (0010,0020) |2 USER or MWL
Patient's Birth Date (0010,0030) |2 USER or MWL
Patient's Sex (0010,0040) | 2 USER or MWL
Referenced Patient Sequence (0008,1120) |3 MWL
>Referenced SOP Class UID (0008,1150) |1 MWL
>Referenced SOP Instance UID (0008,1155) |1 MWL
General Study Module
Study Instance UID (0020,000D) |1 MWL or AUTO
Study Date (0008,0020) |2 AUTO
Study Time (0008,0030) |2 AUTO
Referring Physician's Name (0008,0090) |2 USER or MWL
Study ID (0020,0010) |2 MWL or "0"
Accession Number (0008,0050) |2 USER or MWL
Study Description (0008,1030) |3 NA
Referenced Study Sequence (0008,1110) | 3 MWL
>Referenced SOP Class UID (0008,1150) |1 MWL
>Referenced SOP Instance UID (0008,1155) |1 MWL
Procedure Code Sequence (0008,1032) |3 MPPS
General Series Module
Modality (0008,0060) |1 AUTO
Series Instance UID (0020,000E) |1 AUTO
Series Number (0020,0011) |1 0
Series Date (0008,0021) | 3 AUTO
Series Time (0008,0031) |3 AUTO
Performing Physician's Name (0008,1050) | 3 USER
Protocol Name (0018,1030) |3 NA or AUTO
Series Description (0008,103E) |3 NA
Operator's Name (0008,1070) | 3 USER
Referenced Performed Procedure Step (0008,1111) |2 AUTO
Sequence
>Referenced SOP Class UID (0008,1150) |1 "1.2.840.10008.3.1.2.3.3"
>Referenced SOP Instance UID (0008,1155) |1 MPPS
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Attribute Name Tag Type Value
Body Part Examined (0018,0015) |3 USER
Request Attributes Sequence (0040,0275) |3 MWL or NA
>Requested Procedure ID (0040,1001) | 1C MWL
>Requested Procedure Description (0032,1060) | 3 MWL
>Scheduled Procedure Step ID (0040,0009) | 1C MWL
>Scheduled Procedure Step Description (0040,0007) |3 MWL
>Scheduled Protocol Code Sequence (0040,0008) |3 MWL
>>Code Value (0008,0100) | 1C MWL
>>Coding Scheme Designator (0008,0102) | 1C MWL
>>Coding Scheme Version (0008,0103) | 1C MWL
>>Coding Scheme Meaning (0008,0104) |1 MWL
General Equipment
Manufacturer (0008,0070) | 2 "FUJIFILM Healthcare Corp."
Institution Name (0008,0080) | 3 CONFIG
Station Name (0008,1010) |3 CONFIG
Institutional Department Name (0008,1040) |3 USER or MWL
Manufacturer's Model Name (0008,1090) |3 "DR-V"
Device Serial Number (0018,1000) |3 CONFIG
General Image Module
Instance Number (0020,0013) | 2 AUTO
Patient Orientation (0020,0020) | 2C EMPTY
Content Date (0008,0023) | 2C AUTO
Content Time (0008,0033) | 2C AUTO
Image Type (0008,0008) |3 AUTO
Acquisition Date (0008,0022) |3 AUTO
Acquisition Time (0008,0032) |3 AUTO
Images in Acquisition (0020,1002) |3 AUTO
Image Comments (0020,4000) |3 USER or MWL
Irradiation Event UID (0008,3010) |3 NA
Image Pixel Module
Samples per Pixel (0028,0002) |1 1
Photometric Interpretation (0028,0004) |1 AUTO
Rows (0028,0010) |1 AUTO
Columns (0028,0011) |1 AUTO
Bits Allocated (0028,0100) |1 16
Bits Stored (0028,0101) |1 12
High Bit (0028,0102) |1 11
Pixel Representation (0028,0103) |1 0
Pixel Data (7FE0,0010) | 1C AUTO
X-Ray Image Module
Image Type (0008,0008) |1 AUTO
Pixel Intensity Relationship (0028,1040) |1 "DISP" or "LIN"
Samples per Pixel (0028,0002) |1 1
Photometric Interpretation (0028,0004) |1 AUTO
Bits Allocated (0028,0100) |1 16
Bits Stored (0028,0101) |1 12
High Bit (0028,0102) |1 11
Pixel Representation (0028,0103) |1 0
Scan Options (0018,0022) |3 NA or "TOMO"
X-Ray Acquisition Module
KVP (0018,0060) |2 AUTO
Radiation Setting (0018,1155) |1 "GR"
X-Ray Tube Current (0018,1151) | 2C AUTO
Exposure Time (0018,1150) | 2C AUTO
Exposure (0018,1152) | 2C AUTO
Field of View Dimension(s) (0018,1149) |3 AUTO
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Attribute Name Tag Type Value
Pixel Spacing (0028,0030) | 1C AUTO
Focal Spot (0018,1190) | 3 0
X-Ray Tomography Acquisition
Tomo Layer Height (0018,1460) |1 NA or AUTO
Tomo Angle (0018,1470) | 3 NA or AUTO
Tomo Time (0018,1480) |3 NA or AUTO
Tomo Type (0018,1490) | 3 NA or "LINER"
Tomo Class (0018,1491) | 3 NA or "TOMOSYNTHESIS"
Number of Tomosynthesis Source Images | (0018,1495) | 3 NA or AUTO
SOP Common
SOP Class UID (0008,0016) |1 "1.2.840.10008.5.1.4.1.1.12.2"
SOP Instance UID (0008,0018) |1 AUTO
Specific Character Set (0008,0005) | 1C CONFIG
Instance Number (0020,0013) | 3 AUTO
VOI LUT Module
Window Center (0028,1050) AUTO
Window Width (0028,1051) 1C AUTO
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7.2 X-Ray Radiation Dose SR Storage

7.2.1 10D Contents
CUREVISTAM'X-Ray Radiation Dose SR StorageTH 19 B3I0D&E FXRI(CKRT,

"Value'3| OB T T ExRY .

USER dA—Y—-—DAN1E

AUTO B84k LiciE

CONFIG BWE/INSA—-—FZT(CERK

MWL Modality Worklisth 5 5| B

MPPS Modality Performed Procedure Step/m 55| F
NA ER LW

EMPTY ZZE(NULL)DDICOMA 4 7 4 pk

# 7.3 Information Object Definition

Attribute Name Tag | Type | Value
Patient Module
Patient's Name (0010,0010) |2 USER or MWL
Patient ID (0010,0020) |2 USER or MWL
Patient's Birth Date (0010,0030) |2 USER or MWL
Patient's Sex (0010,0040) |2 USER or MWL
General Study Module
Study Instance UID (0020,000D) |1 MWL or AUTO
Study Date (0008,0020) |2 AUTO
Study Time (0008,0030) |2 AUTO
Referring Physician's Name (0008,0090) |2 USER or MWL
Study ID (0020,0010) | 2 MWL or "0"
Accession Number (0008,0050) | 2 USER or MWL
Study Description (0008,1030) | 3 NA
Patient Study Module
Patient's Size (0010,1020) | 3 MWL or NA
Patient's Weight (0010,1030) |3 MWL or NA
SR Document Series
Modality (0008,0060) |1 "SR"
Series Instance UID (0020,000E) |1 AUTO
Series Number (0020,0011) |1 0
Series Date (0008,0021) |2 AUTO
Series Time (0008,0031) |2 AUTO
Series Description (0008,103E) | 3 NA
Referenced Performed Procedure Step (0008,1111) |2 MPPS or EMPTY
Sequence
>Referenced SOP Class UID (0008,1150) |1 "1.2.840.10008.3.1.2.3.3"
>Referenced SOP Instance UID (0008,1155) |1 MPPS
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Attribute Name Tag | Type Value
General Equipment
Manufacturer (0008,0070) |2 "FUJIFILM Healthcare Corp."
Institution Name (0008,0080) | 3 CONFIG
Station Name (0008,1010) |3 CONFIG
Institutional Department Name (0008,1040) |3 USER or MWL
Manufacturer's Model Name (0008,1090) |3 "DR-V"
Device Serial Number (0018,1000) |3 CONFIG
Software Version(s) (0018,1020) |3 AUTO
Enhanced General Equipment
Manufacturer (0008,0070) |1 "FUJIFILM Healthcare Corp."
Manufacturer's Model Name (0008,1090) |1 "DR-V"
Device Serial Number (0018,1000) |1 CONFIG
Software Version(s) (0018,1020) |1 AUTO
SR Document General
Instance Number (0020,0013) |1 "
Completion Flag (0040,A491) |1 "COMPLETE" or "PARTIAL"
Verification Flag (0040,A493) |1 "UNVERIFIED"
Content Date (0008,0023) |1 AUTO
Content Time (0008,0033) |1 AUTO
Referenced Request Sequence (0040,A370) | 1C MWL or NA
>Study Instance UID (0020,000D) |1 MWL
>Referenced Study Sequence (0008,1110) |2 MWL
>>Referenced SOP Class UID (0008,1150) |1 MWL
>>Referenced SOP Instance UID (0008,1155) |1 MWL
>Accession Number (0008,0050) |2 MWL
>Requested Procedure ID (0040,1001) |2 MWL
>Requested Procedure Description (0032,1060) | 2 MWL
>Requested Procedure Code Sequence (0032,1064) |2 MWL
>>Code Value (0008,0100) | 1C MWL
>>Coding Scheme Designator (0008,0102) | 1C MWL
>>Coding Scheme Version (0008,0103) | 1C MWL
>>Coding Scheme Meaning (0008,0104) |1 MWL
Performed Procedure Code Sequence (0040,A372) | 2 MPPS or EMPTY
SOP Common
SOP Class UID (0008,0016) |1 "1.2.840.10008.5.1.4.1.1.88.67"
SOP Instance UID (0008,0018) |1 AUTO
Specific Character Set (0008,0005) | 1C CONFIG
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7.2.2 SR Document Contents

CUREVISTAMA'X-Ray Radiation Dose SR StorageT 719 3SR Document
ContentsZ F&RICR T,

"Value"5lORNBIE TR ZERT .

USER dA—-Y—-—DAN1E
AUTO B84k LiciE
CONFIG BRENSA—FZTICERK
NA ARk U 73 0
& 7.4 SR Document Contents
NL |[Rel with VT Concept Name VM Type |Value
Parent
TID 10001 Projection X-Ray Radiation Dose
CONTAINER |EV (113701, DCM, 1 M -
"X-Ray Radiation Dose
Report")
> HAS CODE EV (121058, DCM, 1 M Code Sequence
CONCEPT "Procedure reported") (113704, DCM, "Projection X-Ray")
MOD
>> [HAS CODE EV (G-COE8, SRT, "Has |1 M Code Sequence
CONCEPT Intent") (SRT, R-408C3, "Diagnostic Intent")
MOD
> CONTAINS |CODE EV (122142, DCM, 1 u Code Sequence
"Acquisition Device (113957, DCM, "Fluoroscopy-Guided
Type") Projection Radiography System")
> INCLUDE DTID 1002 “Observer |1-n |M See TID 1002. Observer Context
Context”
> HAS OBS |CODE EV (113705, DCM, 1 M Code Sequence
CONTEXT "Scope of (DCM, 113014, "Study")
Accumulation") Code Sequence
>> |HAS UIDREF DCID 10001 “UID 1 M Study Instance UID
PROPERTI Types”: Study
ES Instance UID
> CONTAINS |CODE EV (113945, DCM, 1 U Code Sequence
"X-Ray Detector Data (R-0038A, DCM, "No")
Available™")
> CONTAINS |CODE EV (113943, DCM, 1 u Code Sequence
"X-Ray Source Data (DCM, R-0038D, "Yes")
Available")
> CONTAINS |CODE EV (113944, DCM, 1 U Code Sequence
"X-Ray Mechanical (R-0038A, DCM, "No")
Data Available") Code Sequence
(R-0038D, DCM, "Yes") X1
> CONTAINS |INCLUDE DTID 10002 1 MC |[See TID 10002 Accumulated X-Ray
“Accumulated X-Ray Dose
Dose”
> CONTAINS |INCLUDE DTID 10003 1-n |MC |[See TID 10003 Irradiation Event
“Irradiation Event X-Ray Data
X-Ray Data”
> CONTAINS |CODE EV (113854, DCM, 1-n M CONFIG

"Source of Dose
Information™)
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NL |Rel with VT Concept Name VM Type |Value
Parent
TID 10002 Accumulated X-Ray Dose
CONTAINER |EV (113702, DCM, 1 M
"Accumulated X-Ray
Dose Data")
> HAS CODE EV (113764, DCM, 1 M Code Sequence
CONCEPT "Acquisition Plane") (113622, DCM, "Single Plane")
MOD
> CONTAINS [CONTAINER [EV (122505, DCM, 1-n |MC |CONFIG
"Calibration")
>> [HAS CODE EV (113794, DCM, 1 M Code Sequence
CONCEPT "Dose Measurement (SRT, A-2C090, "Dosimeter")
MOD Device")
>> |CONTAINS |[DATETIME EV (113723, DCM, 1 M CONFIG
"Calibration Date")
>> [CONTAINS |[NUM EV (122322, DCM, 1 M CONFIG
"Calibration Factor")
>> |CONTAINS [NUM EV (113763, DCM, 1 M CONFIG
"Calibration
Uncertainty")
>> [CONTAINS | TEXT EV (113724, DCM, 1 M "FUJIFILM Healthcare Corp."
"Calibration
Responsible Party")
>> |CONTAINS | TEXT EV (113720, DCM, 1 u CONFIG
"Calibration Protocol")
> CONTAINS |INCLUDE DTID 1 MC See TID 10004 Accumulated
10004“Accumulated Fluoroscopy and Acquisition
Fluoroscopy and Projection X-Ray Dose
Acquisition Projection
X-Ray Dose”
> CONTAINS |INCLUDE DTID 1 MC |See TID 10007 Accumulated Total
10007“Accumulated Projection Radiography Dose
Total Projection
Radiography Dose”
TID 10003 Irradiation Event X-Ray Data
CONTAINER [EV (113706, DCM, 1 M
"Irradiation Event
X-Ray Data")
> HAS CODE EV (113764, DCM, 1 M Code Sequence
CONCEPT "Acquisition Plane") (113622, DCM, "Single Plane")
MOD
> CONTAINS |UIDREF EV (113769, DCM, 1 M AUTO
"Irradiation Event
uIibD")
> CONTAINS |[DATETIME DT (111526, DCM, 1 M AUTO
"Date Time Started")
> CONTAINS |[CODE EV (113721, DCM, 1 M Code Sequence
"Irradiation Event (DCM, 113611, "Stationary
Type") Acquisition")
Code Sequence
(SRT, P5-06000, "Fluoroscopy") x1
> CONTAINS |TEXT EV (125203, DCM, 1 u USER
"Acquisition Protocol")
> CONTAINS |[CODE EV (123014, DCM, 1 M CONFIG
"Target Region")
> CONTAINS [NUM EV (122130, DCM, 1 MC |AUTO

"Dose Area Product")
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NL |[Rel with VT Concept Name VM Type |Value
Parent
> CONTAINS |INCLUDE DTID 10003B 1 MC See TID 10003B Irradiation Event
“Irradiation Event X-Ray Source Data
X-Ray Source Data”
> CONTAINS |INCLUDE DTID 10003C 1 MC |See TID 10003C Irradiation Event
“Irradiation Event X-Ray Mechanical Data %1
X-Ray Mechanical
Data”
TID 10003B Irradiation Event X-Ray Source Data
NUM EV (113738, DCM, 1 MC |AUTO
"Dose (RP)")
CODE EV (113780, DCM, 1 MC Code Sequence
"Reference Point (DCM, 113863, “30cm above
Definition") Tabletop”)
CODE EV (113732, DCM, 1 uc Code Sequence
"FluoroMode") (DCM, 113630, "Continuous") *1
Code Sequence
(DCM, 113631, "Pulsed") %2
NUM EV (113791, DCM, 1 MC |AUTO x2
"PulseRate")
NUM EV (113768, DCM, 1 MC AUTO
"Number of Pulses")
> HAS CODE EV (121401, DCM, 1 MC |Code Sequence
CONCEPT "Derivation") (R-10260, SRT, "Estimated") X2
MOD
NUM EV (113793, DCM, 1-n |U AUTO
"Pulse Width")
NUM EV (113742, DCM, 1 U AUTO
"Irradiation Duration")
NUM EV (113733, DCM, 1-n M AUTO
"KVP")
NUM EV (113734, DCM, 1-n |MC |AUTO
"X-Ray Tube Current")
NUM EV (113767, DCM, 1 U AUTO
"Average X-Ray Tube
Current")
NUM EV (113824, DCM, 1 MC |AUTO
"Exposure Time")
or
EV (113735, DCM,
"Exposure Time")
TID 10003C Irradiation Event X-Ray Mechanical Data
CODE EV (113956, DCM, 1 U Code Sequence
"CR/DR Mechanical (113952, DCM, "Table Mount") %1
Configuration")
NUM EV (113754, DCM, 1 U AUTO x1
"Table Head Tilt
Angle")
NUM EV (113756, DCM, 1 u AUTO x1
"Table Cradle Tilt
Angle")
NUM DCID 10008 “Dose 1-n |U See DCID 10008 Dose Related

Related Distance
Measurements”

Distance Measurements
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NL |Rel with VT Concept Name VM Type |Value
Parent
DCID 10008 Dose Related Distance Measurements
NUM EV (DCM, 113750, 1-n (U AUTO x1

“Distance Source to
Detector”)

TID 10004 Accu

mulated Fluoroscopy and Acquisition Projection X-Ray Dose

NUM

EV (113722, DCM,
"Dose Area Product
Total")

1

M

AUTO

NUM

EV (113725, DCM,
"Dose(RP) Total")

MC

AUTO

NUM

EV (113726, DCM,
"Fluoro Dose Area
Product Total")

MC

AUTO

NUM

EV (113728, DCM,
"Fluoro Dose (RP)
Total")

MC

AUTO

NUM

EV (113730, DCM,
"Total Fluoro Time")

MC

AUTO

NUM

EV (113727, DCM,
"Acquisition Dose Area
Product Total")

AUTO

NUM

EV (113729, DCM,
"Acquisition Dose
(RP)Total")

MC

AUTO

NUM

EV (113855, DCM,
"Total Acquisition
Time")

AUTO

NUM

EV (113737, DCM,
"Distance Source to
Reference Point")

CONFIG

NUM

EV (113731, DCM,
"Total Number of
Radiographic Frames")

AUTO

CODE

EV (113780, DCM,
"Reference Point
Definition")

MC

CONFIG

TID 10007 Accu

mulated Total

Projection Radiography

Dose

NUM

EV (113722, DCM,
"Dose Area Product
Total")

AUTO

NUM

EV (113725, DCM,
"Dose (RP) Total")

MC

AUTO

NUM

EV (113737, DCM,
"Distance Source to
Reference Point")

CONFIG

NUM

EV (113731, DCM,
"Total Number of
Radiographic Frames")

AUTO

CODE

EV (113780, DCM,
"Reference Point

Definition")

MC

CONFIG
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NL |[Rel with VT Concept Name VM Type |Value
Parent
TID 1002. Observer Context
HAS OBS CODE EV (121005, DCM, 1 MC Code Sequence
CONTEXT "Observer Type") (DCM, 121007, "Device")
HAS OBS |INCLUDE DTID 1003“Person 1 MC See TID 1003. Person Observer
CONTEXT Observer Identifying Identifying Attributes
Attributes”
HAS OBS |INCLUDE DTID 1004 “Device 1 MC |[See TID 1004. Device Observer
CONTEXT Observer Identifying “ Identifying Attributes
TID 1004. Device Observer Identifying Attributes
UIDREF EV (121012, DCM, 1 M AUTO
"Device Observer
uiD")
TEXT EV (121013, DCM, 1 u AUTO
"Device Observer
Name")
TEXT EV (121014, DCM, 1 U "FUJIFILM Healthcare Corp."
"Device Observer
Manufacturer")
TEXT EV (121015, DCM, 1 u “DR-V”
"Device Observer
Model Name")
TEXT EV (121016, DCM, 1 u AUTO
"Device Observer
Serial Number")

X1 YIR—hKh3IDZX5TA
- ESPACIO AVANT
- DIAVISTA Luce

%2 HIR— K9IBS A
- DIAVISTA Luce
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8. Annex of Copy from MWL

Modality Worklistd 5% = — (Return Key)% 3|3 3DICOMY T U FTDES 0.,
#* 8.1 Copy from MWL

MWL MPPS CREATE MPPS SET RF SR
Attribute Tag

Name

Scheduled Procedure Step Module

Scheduled (0040,0100) | - - - -
Procedure
Step

Sequence

> (0040,0001) | - - - -
Scheduled
Station AE
Title

> (0040,0010) | - - - -
Scheduled
Station
Name

> (0040,0011) | - - - -
Scheduled
Procedure
Step
Location

> (0040,0002) | - - - -
Scheduled
Procedure
Step Start
Date

> (0040,0003) | - - - -
Scheduled
Procedure
Step Start
Time

> (0040,0004) | - - - -
Scheduled
Procedure
Step End
Date

> (0040,0005) |- - - -
Scheduled

Procedure
Step End
Time

> (0040,0006) | - - - -
Scheduled
Performing
Physician's
Name

> (0040,0007) | (0040,0270) - (0040,0275) )

Scheduled >(0040,0007) >(0040,0007)
Procedure

Step
Description
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MWL MPPS CREATE MPPS SET RF SR
Attribute Tag
Name
> (0040,0008) (0040,0270) (0040,0260) (0040,0275)
Scheduled >(0040,0008) >(0040,0008)
Protocol
Code
Sequence
>> Code (0008,0100) (0040,0270) (0040,0260) (0040,0275)
Value >(0040,0008)
>(0008,0100) ’
:io(%‘;%':%ol?o) >>(0008,0100)
>> Coding (0008,0102) (0040,0270) (0040,0260) (0040,0275)
Scheme >(0040,0008)
>(0008,0102) '
Designator >(0(%‘;%'§%2?2) >>(0008,0102)
>> ,
>> Coding (0008,0103) (0040,0270) (0040,0260) (0040,0275)
Scheme >(0040,0008)
>(0008,0103) '
Version >(0(%‘;%'§%2?3) >>(0008,0103)
>> ,
>> Code (0008,0104) (0040,0270) (0040,0260) (0040,0275)
Meaning >(0008,0104) >(0040,0008)
>(0040,0008) ’ >>(0008,0104)
>>(0008,0104)
> (0040,0009) | (0040,0270) - (0040,0275)
Scheduled >(0040,0009) >(0040,0009)
Procedure
Step ID
> (0040,0400) | - - -
Comments
on the
Scheduled
Procedure
Step
> Modality (0008,0060) | - - -
> (0032,1070) | - - -
Requested
Contrast
Agent
> (0040,0012) | - - -
Pre-Medicat
ion
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MWL MPPS CREATE MPPS SET RF SR
Attribute Tag
Name
Requested Procedure Module
Requested | (0040,1001) | (0040,0270) - (0020,0010) (0020,0010)
fgoced“re >(0040,1001) (0040,0275) (0040,A370)
>(0040,1001) >(0040,1001)
Reason for (0040,1002) | - - - -
the
Requested
Procedure
Requested (0040,1400) | - - - -
Procedure
Comments
Requested (0032,1064) | - (0008,1032) - (0040,A370)
Procedure >(0032,1064)
Code
Sequence
> Code (0008,0100) | - (0008,1032) - (0040,A370)
Value >(0008,0100) >(0032,1064)
>>(0008,0100)
> Coding (0008,0102) | - (0008,1032) - (0040,A370)
Scheme > (0008,0102) >(0032,1064)
Designator >>(0008,0102)
> Coding (0008,0103) | - (0008,1032) - (0040,A370)
Scheme > (0008,0103) >(0032,1064)
Version >>(0008,0103)
> Code (0008,0104) | - (0008,1032) - (0040,A370)
Meaning > (0008,0104) >(0032,1064)
>>(0008,0104)
Study (0020,000D) | (0040,0270) - (0020,000D) (0020,000D)
L”I;ta”‘:e > (0020,000D) (0040,A370)
>(0020,000D)
Referenced (0008,1110) (0040,0270) - (0008,1110) (0040,A370)
Study >(0008,1110) >(0008,1110)
Sequence
> (0008,1150) | (0040,0270) - (0008,1110) (0008,1110)
Referenced >0008,1110) >(0008,1150) >(0008,1150)
SOP Class >>(0008,1150)
UID
> (0008,1155) | (0040,0270) - (0008,1110) (0008,1110)
Sg;fre”CEd > (0008,1110) >(0008,1155) | > (0008,1155)
Instance >>(0008,1155)
UID
Requested | (0032,1060) | (0040,0270) - (0040,0275) (0040,A370)
Procedure >(0032,1060) >(0032,1060) | >(0032,1060)
Description
Requested (0040,1003) | - - - -
Procedure
Priority
Requested (0040,1005) | - - - -
Procedure
Location
Reporting (0040,1009) | - - - -
Priority
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MWL MPPS CREATE MPPS SET RF SR

Attribute Tag
Name

Imaging Service Request Module

Imaging (0040,2400) | - - - -
Service
Request
Comments

Requesting (0032,1032) | - - (0008,0090) (0008,0090)
Physician

Referring (0008,0090) | - - - -
Physician's
Name

Requesting (0032,1033) | - - (0008,1040) (0008,1040)
Service

Accession (0008,0050) | (0040,0270) - (0008,0050) (0008,0050)
Number >(0008,0050) (0040,A370)
>(0008,0050)

Issue Date (0040,2004) |- - B B
of Imaging
Service
Request

Issue Time (0040,2005) | - - - -
of Imaging
Service
Request

Placer (0040,2016) | (0040,0270) - i i
Order >(0040,2016)
Number /
Imaging
Service
Request

Filler Order | (0040,2017) | (0040,0270) - B )
Number / >(0040,2017)
Imaging
Service
Request

Order (0040,2008) | - - - B
entered

by ...

Order (0040,2009) | - ; ) _
Enterer’s

Location

Order (0040,2010) | - - - -
Callback
Phone

Number
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MWL

Attribute
Name

Tag

MPPS CREATE

MPPS SET

RF

SR

Visit Relation

ship Module

Referenced
Patient
Sequence

(0008,1120)

(0008,1120)

(0008,1120)

>
Referenced
SOP Class
UID

(0008,1150)

(0008,1120)
>(0008,1150)

(0008,1120)
>(0008,1150)

>
Referenced
SOP
Instance
UID

(0008,1155)

(0008,1120)
>(0008,1155)

(0008,1120)
>(0008,1155)

Patient Ident

ification Module

Patient's
Name

(0010,0010)

(0010,0010)

(0010,0010)

(0010,0010)

Patient ID

(0010,0020)

(0010,0020)

(0010,0020)

(0010,0020)

Issuer of
Patient ID

(0010,0021)

Patient Demographic Module

Confidential
ity
Constraint
on Patient
Data
Description

(0040,3001)

Patient's
Birth Date

(0010,0030)

(0010,0030)

(0010,0030)

(0010,0030)

Patient's
Sex

(0010,0040)

(0010,0040)

(0010,0040)

(0010,0040)

Patient's
Size

(0010,1020)

(0010,1020)

Patient's
Weight

(0010,1030)

(0010,1030)

Ethnic
Group

(0010,2160)

Patient
Comments

(0010,4000)

(0020,4000)

Patient Medical Module

Medical
Alerts

(0010,2000)

Contrast
Allergies

(0010,2110)

Additional
Patient
History

(0010,21B0)

Pregnancy
Status

(0010,21C0)

Special
Needs

(0038,0050)

Patient
State

(0038,0500)
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9.1

Annex of Print Management as SCU

Proprietary format

CUREVISTAR, U FERIFHRIA Ny hTHAHTED, BL. TORKIT A —
Nv hTHAEERDICOMTY > b —/N—-FRS5NTWND., FMll(E, HtFETHM
nabheE<rEEw,

Image 1X1,1X2,2X2,2X3,etcO AR BN EINH D
ID BEID. EEF%. RAQ. EAUT 42T KT DB
Grayscale TAVEY o Ve SRV N - I

9.1 Proprietary format
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